ra 


Pte BULLETIN DN 19 nee EXTRACT IN G FORCEPS USE HANDY ORDER 
OCT. 1968. Yy oe FORM ON PAGE 46 


? Regular Merchandise — Imported from West Germany 
f SENT SUBJECT TO YOUR APPROVAL 


150 — Incisor, Bicuspid and:¢ 
Root, Upper,’ Universal $9.75 Each ee" 
~ = 


ALLOY 43 
ANESTHESIA & OXYGEN Equip. 14, 15, 19, 20, 34 
ASPIRATORS . 19, 34 
BURS—CARBIDE & DIAMOND 
BLOOD PRESSURE EQUIPMENT 
BURNISHERS 
CARVERS . 
CAUTERY 
CHISELS 
COTTON 
CURETTES . 
DRESSINGS 
ELEVATORS 
EXIYAIORS 
EXPLORE! 
EXTRACTING FORCEPS |. 
FILES . 


FORCEPS 
GLASSWARE ... 
GLOVES .... 
HANDPIECES 
HEMOSTATS .. 
LAMPS 


65 — Incisors and Roots, 
Upper 


$9.75 Each 


No, 10H—Molar, Upper, 
Universal, Hook Handle 


—~S 


$9.75Each —-O 


10S — Molar, Upper, MACNIEViN 
Universal, Straight : 
. MATRIX EQUIPMENT 

Handles MICROSCOPES .. 
MIRROR & HAND! 
NEEDLE HOLDERS . 
NEEDLES, SUTURES . 
ORTHODONTIC EQUIPMENT 
PERIODONTAL INSTRUMENTS 
PLASTIC FILLING INSTRUMENTS 

PLIERS erat § 

RETRACTORS 5, 18, 20, 22, 27 
$9.75 Each RONGEURS & BONE SPLITTERS 26, 27, 48 

RUBBER GOODS . x © 


$9.75 Each 


18R-or 18L—1st and 2nd Mo- 
lar, Upper 


es aor 


210 — 3rd Molar, Upper, Uni- 


88Ror 88L lst and 2nd Molar, SALIVA EJECTORS . versal 
Upper, SCALERS ........... 
x SCALPELS & BLAI 


STAINLESS 
STERILIZERS 
STETHOSCOPES 


ee 


24 — Molar, Upper, Universal 


—“ 
Sane 


53R or 53L — 1st and 2nd 


X-RAY EQUIPMENT 


.. 39 
35, 40, 43 


TERMS: MINIMUM ORDER $10.00 
O 2% Cash Discount, on mail ord I 
CNet 10 days. 9C.0..— 8:30 A.M. — 5:00P.M. 


Prices F.0.B.. N.Y.C. Monday thru Friday 

s No payment unless perfectly satisfied. Sat. to 1:00 P.M. 
Add all New York City, County & State Tax where applicabie. This Catalog Supersedes 
PRICES AND AVAILABILITY SUBJECT TO CHANGE witHouT Notice | All previous price lists~ 


ARIST PU Oar. COMPANY 


STORE HOURS: 


Any order — no matter how small or large — will automatically 
add your name to our mailing list ef over 100,000 satisfied 
customers — to receive future offerings such as this brochure. 


All Merchandise listed is on display at our Showroom in 
N.Y.C. and may be inspected and purchased. 
Immediate Delivery—All Items in Stock 


PHONE Area Code 212 OR 9-3694 


TOOTH EXTRACTING FORCEPS 


Finest Quality BOX LOCK — STAINLESS STEEL 


$9.75 Each \SN 


| 85 A— Molars, Cuspids and Bi- 


” $9.75 Each oN 


3F — Dr.Woodward, Lower Molar, 
Straight Handles 


cuspids, Lower, Narrow Beaks 


$9.75 Each 


15 — 1st and 2nd Molar, Lower, 
Universal 


69 — Fragment or Small Root, 
Upper and Lower 


16 — 1st and 2nd Molar, Lower, 
Universal, Cow Horn 


$9.75 Each 


3FH — Dr. Woodward, Lower Mo- 
lar, Hook Handle 


17 — 1st and 2nd Molar, Lower, 


Universal 
$9.75 Each aoe 
150 A — Incisor and Bicuspid, rN 
Upper, Universal, Parallel Beaks $9.75 Each 
23 — 1st and 2nd Molar, Lower, 
Universal, Cow Horn | 


rae 


ee 
$9.75 Each 
151 — Incisor, Bicuspid and 


* Root, Lower. Universal x $9.75 Each 


ner) . . — 
» 32—Molar and Bicuspid, Upper, 
Universal, Bayonet Pattern 


$9.75 Each 


3 — Milwaukee, Lower Bicuspid 


$9.75 Each 


287 — 1st and 2nd Molar, Lower, 


$9.75 Each om 


Universal 
$9.75 Each | 


5 — 3rd Molar, Lower, Universal 


$9.75 Each | 


222 — 3rd Molar, Lower, Uni- 


—_* 


103 — Bicuspid, Incisor and 
Root, Lower, Universal, Hook 
Handle 


versal | 


$9.75 Each 


$9.75 Each . 


32A — Bicuspid and Root, Up- 
per, Universal, Bayonet Pattern 


85 — Molars, Cuspids and Bi- 
cuspids, Lower 


$9.75 Each a 


$9.75 Each 


203 — Bicuspid, Incisor and ' 
Root, Lower, Universal * 


TOOTH EXTRACTING FORCEPS 


$9.75 Each 


151A — Incisor and Bicuspid, 
Lower Universal, Parallel Beaks’ 


Finest Quality BOX LOCK — STANLESS STEEL 


$9.75 Each sasns 


288 — Bicuspid and Cuspid, 
Lower 


$12.50 Each 


10S-Nevius — Cuspid, Upper, 
Straight Handles 


$9.75 Each 


—="$10.50 Each —— 


Aeereaess 9.75 Ea 

150B — Incisor, Bicuspid and $ ch MD 1 —Central, Lat- 
Root, Upper Universal, improved 201 — Upper Lateral, Incisors, eral, Cuspid, Bicus- 
pattern by Dr. S. Berman Bicuspid and Root iE pid and Root, Upper 


ee 
$9.75 Each 


151B — Incisor, Bicuspid and 
Root, Lower Universal, improved 


pattern by Dr. S. Berman 


.e—S 


q_ 


$9.75 Each 


213 — Central Incisor and Bi- 
cuspid, Upper 


$10.50 Each 


MD 2 — Ist, 2nd and 
3rd Molar, Upper, 


sal 


$9.75 Each 


62 —Incisor, Bicuspid and Deci- 
duous, Upper or Lower, Univer- 


$9.75 Each = 


6 — Splitting or Separating | 


Universal 


MD 3 — Incisor, Cus- 
pid, Bicuspid and 
Root, Lower, Univer- 
sal 


$9.75 Each 


"$9.75 Each 


10.50 Each 


[=> 


MD 4 — lst, 2nd and 


101 — Bicuspid and Deciduous, 1 — Standard Incisor and Cus- 

Upper or Lower, Universal pid, Upper | hee iain 
I 2M ott MINE 
= ve EAST & WEST 


$9.75 Each 


99 A— Bicuspid, Cuspid and In- 
cisor, Upper 


$9.75 Each 


1— Henahan Incisor, Upper 


$9.75 Each 


99 C— Bicuspid, Cuspid and In- 


cisor, Upper 


$12.50 Each 
10 — Nevius Cuspid, Upper, 
Hook Handle 


Right or Left 


Stainless Steel 


CROSS BAR ELEVATORS / 


No. 122, 123 
Mfg. CLEVEDENT - UNION DENTAL 


at — 
[FF 


$9.75 Each 


286 — Bicuspid, Incisor 
and Root, Upper 


TOOTH EXTRACTING FORCEPS 


Finest Quality BOX LOCK — STAINLESS STEEL 
CHILDREN'S FORCEPS 


ENGLISH PATTERN 


$9.75 Each 


13 — Lower Bicuspid 


>)... 
$9.75 Each 


F — Upper Root 


$9.75 Each 


$9.75 Each 


H — Upper or Lower, Universal 


$9.75 Each 


22 —Lower Molar (Hawk's Bill) 


B — Lower Root | eas 


$9.75 Each a! 


16S—Cowhorn 
Beaks, Hook Handle 


$9.75 Each 


33 — Lower Root 


$9.75 Each 


——— ; 
C — Lower Molar, Universal 


$9.75 Each 


101 — Upper Root 


1502S —Incisor, Bi- 
cuspid and Root, 
Upper, Universal, $1 0.50 Each 
Spring Handle, 4%” 


$9.75 Each 


ma 
$13.50 Each 


126X — Routurier, Lower Wis- 
dom, Right 

127X — Routurier, Lower Wis- 
dom, Left 


= 


Ee Upper bron 151¥S—Incisor, Bi- 
cuspid and Root, 
Lower, Universal, 
Spring Handle, 494” 


$10.50 Each 


EXTRACTING FORCEPS 
; CHROME 

— Quantity Limited — © 

— Imported from W. Germany 

— While They Last! - 


——— 
150S — Incisor, Bi- 


cuspid and Root, $10.50 Each 


Upper, Universal, 6” 


ENGLISH PATTERN 


$10.75 Each $5.75 each 
i= Lewer Root | #10 NEVIUS 10H #53L #101 
74N — Lower Root, narrow #16 453R #ISIA 
SETS we #17 #65 #203 
cm 1818 = Incior. 8 $19.50 Bach ff #2 veer #210 
Lower, Universal, 6” #32A #99C #288 
raaseess #32 


73 — Lower Molar 


$10.75Each —&> 


GRIP-HANDLE EXTRACTING FORCEPS Stainless Steel 


(Eliminates Slipping & Crushing) 


$14.50 : 


Each S se) 
No. 88R 


Upper, First and Second Molar, Right 


Sar— 


Upper very small root tips 
Serrated beaks 


$14.50 
Each renee 


Upper very small root tips 
Molar area 


$14.50 
Each 


No. 44 


Upper Incisors and Bicuspids, 
serrated beaks 


Lower Incisors and Bicuspids, 
serrated beaks 


BOLEY MILLIMETER 
CALIPER GAUGE 


$14.50 


14.50 
Each ' 


Each 


Lower, very small Root Tips, 
serrated beaks 


$4.95 Each 


COTTON ROLL HOLDERS 


Lip and Cheek 
Retractor with swivel 


blade 
$6. 40 Each 


McBride Finger Protector 


$4.00 Each 
SALIVA EJECTORS 


Stainless Steel 
] Self-Retaining 


Clogless Saliva Ejector, with 
movable spring, child size, 


adult size, set of 2, 


right and left Lip Re tractor, stainless 


$2. 40 Each 


aaa) 


U. of M. Tongue Depressor 
& ‘Cheek Retractor 


3.29 Each 


$6.95 
75c Each 


Clogless Saliva Ejector, with 
movable spring, adult size, 


$.75 Each 


$6.95 


child size, 


Elevators STAINLESS STEEL — $3.70 ea. 


MILTEX CARBIDE JAW EXTRACTING FORCEPS saa ans coe eae sss 


STAINLESS STEEL GOLD PLATED Available in the following styles: 


$14.50 ea. 


Tungsten-Carbide Jaws 9 [27S urcrtestossurens 


32/TC — Molar and Bicuspid, Upper Universal, Bayonet 
Pattern : 


$ ] 4 50 EA. 65/TC — Incisors and Roots, Upper 


Flame-Plated TUNGSTEN CARBIDE Jaws. This unique 53R/TC — 1st and 2nd Molar, Upper, Right, Bayonet 
process makes the carbide an integral part of the jaw. Pattern | 


53L/TC — 1st and 2nd Molar, Upper, Left, Bayonet 
Pattern 


Serrated beaks that will not dull. 24 Kt 
Gold Plated Handle tips for easy identification. 


Proven far superior to ordinary Stainless Steel Forceps. 150/TC — Incisor, Bicuspid and Root, Upper, Universal 


3525S 


e BETTER GRIP 151/TC — Incisor, Bicuspid and Root, Lower, Universal 
e LONGER WEAR 150B/TC — Incisor, Bicuspid and Root, Upper Universal, 
e PERMANENT SERRATIONS improved pattern by Dr. S. Behrman 


151B/TC — Incisor, Bicuspid and Root, Lower Universal, | 


One of the foremost U.S. Oral Surgeons reports: improved pattern by Dr. S. Behrman 


“The Forceps are absolutely 
marvelous. The carbide treated 
jaws grip the roots of teeth 


150S/TC — Incisor, Bicuspid and Root, Upper, 
Universal, 6” 


30 40 
far better than any instrument 151S/TC — Incisor, Bicuspid and Root, Lower, 
I have ever used.”’ Universal, 6” COUPLAND BONE 
CHISELS 
BOSWORTH POTTS ELEVATORS 
“SUPER-GEL” KENDALL-LURIDE PHOSPHATE TOPICAL GEL 5. 
-—— +250 ml size $6.95 each 
SUNDRY ITEMS 
f Precorved Temporary Aluminum Crowns $7.65 per 100 DOUBLE 
—— Aluminum Shells, ass. box of 100 numbered 3.35 Ass.bx. 
Features slow dehydra- Copper Bands, all sizes, box of 100 numbered 1,90 each END 
tion for extreme accuracy. Copper Bands ass. box of 100 numbered 2.20 each 
pubere ttee. acter Benzocaine Dental Plate Paste (6 tubes) toa box —_2.40’each 90 ea. 
easlersnixing! Fast setting PURE LATEX TUBING Copper Band Chest empty (Black-Cream White) 3.25 each 9.75d i 
1g Natural Amber — 50 Ft. Reels Dental Engine Belts, Nylon, high speed all sizes 1.00 each -75 doz. 
z Dental Engine Belts, Cotton high speed, all sizes .60 each 
1 Ib. cans Dental Engine Belts, Super high speed, all sizes 1.10 each eas 
3.20 per can Wall Per Dental Record Cards No. 2, 4 x 6, 100 to a box 7.50 per M 
i pest $12.00 Cat.No. 1.D. Thickness Per Ft. Reel Dental Record Cards 5 x 7 100 to a box 8.50 perM “lee 
= 200 1/8" = -1/32"" $ .15 $2.81 Mixing Pads 4 x 5, 100 in a pad 1.65 per 3 
12 cans $30.00 201 3/16" ~=—-1/16"" 15 3.75 Chair Covers(Plastic) all colors,back and seat covers 5.95 each 
202 3/6. 3/32" +20 5.18 Disposable-Plastic Head Rest.Covers (green and 5.35 per 500 $3.40 ea. 
SQUEEZE CLOTHS 203 eam -20 4.60 clear) . 
204 ever ris 2 Sia Mylar Matrix Roll 45 ft. 002" x 3/8” .60 each } 
(00 in box $3.00 per box 205 2 . Seat covers for Ritter chairs 6.20 each 
500 in box'$3.00 p BLACK LATEX STETHOSCOPE TUBING Roms 
1000 $5.50 2058 3/16" 3/32" 225: 5.72 


SURGEON'S GLOVES SPECIAL PURCHASE » ENTIRE Em ERNROOT TIP ERE 


FACTORY STOCK maxes tus sate possiete Sense 


BROWN AND ORDER NOW to insure immediate delivery = = = 
WHITE LATEX REG. PRICE $Oxf0 Dz. OUR PRICE $3 OG ws agile =— WEST 2 3.10 each =— 


Manufactured by Sizes 6, 642, 7, 7%, 8,842.9 [ee eS cee «1 


OHL 4.00 each- =— 


SEAMLESS RUBBER COMPANY 50 pair — $3.00 dozen — $33.00 gross — $30.00 5 gross lots ee ee ee 
: SS SF REERS PERIOSTEAL ELEVATOR STAINLESS 2.50 ec. 


7 


—— 


Rubber Dam Punch, chrome plated $10.00 ea. 
Brewer Rubber Dam Clamp Forceps, SS 8.00 ea. 
Lightweight Rubber Dam Clamp Forceps, SS avail, 7-30 ea. 


RIGHT 
ANGLE 


LADMORE’S PLASTIC-FILLING INSTRUMENTS Stainless Steel — Serrated Handles =—=—_—— 
———E——— aS 


RUBBER DAM INSTRUMENTS 


Tips and Springs made of Stainless Steel 


AMALGAM CARRIER S.E. 


LEVER TYPE SPECIAL 2.00 ea. ee ee a ae, = < 
MORRELL CROWN REMOVER 20 244 Riis ve BROAD BLADE SPATULA 
EA stainless 23 28829 
DOUBLE ENDED LEVER TYPE CH h eee ee oi) 00 Bee Sie. -Aolk NO. 7 $1.45 each 


CARVERS 


WAX SPATULAS MOUTH MOUTH MIRRORS— Guaranteed boilable boilable 


=== _ Stainless Steel —_— 


VEHE CARVER 


$2.00 ea. & —— SS > 
No. 31 Dulsiea Simple Stem 
er I 1 eer TIT oy Si: 
Stainl 2.00 ea. izes 3, 4, 5, 6 plane 
ues ee Stainless Steel Sizes 3, 4, 5, 6 magnifying 


INLAY CARVER No. 5 
Or. D. Oo. 


6 e 
Cone Socket 
Sizes 3, 4, 5, 6 plane 


. Lecron , <a 
SMITH DE SPATULA No. 1, 2 and 3 $2.00 ea. 2.20 Stainless } = ; Sizes 3, 4, 5, 6 he 
$2.20 ea. No. 7% (Baltimore) 5 19 04 Chrome 4.80 doz. Stainless 5.50 doz. 
ARTICULATING PAPER FORCEPS —6tainless Steel = : 
—[SSa=_ SSS N22 __ Biinless steel == MIRROR HANDLES — Stainless Stee! 
MODIFIED ROACH [SSD —— SESE) 
Stainl 2.00 ea. -50 each i fi 
MILLER'S ARTICULATING PAPER FORCEPS $3.75 ea. —_—— Meee. Aieolan: eee 
= = a $5.50 dozen ’ pam 
Instruments Stainless == WITZEL 
60 ——S SE No. 5 Spoon 290 ROOT SPLINTER 
N > , WARD'S WAX AND AMALGAM CARVERS Stainless Steel 2.15 ea. urren FORCEPS 
.2 OEE {£;_gEa : 
oe Se P S1A0ien. Stainless —= — ied The beaks. are shaped. wi lost te Tiga 
No. 3 AEE Ee YP a Ss = ——— ——— = oes a OR LOWER 
an 2.00 ea. ————Ez—E———— Sisiness Steel) Wa! 1135/00; STAINLESS STEEL” 


ALSO AVAILABLE #45 & MOORE SPATULA $2.50 ea. 9,35 ea. 


ROACH CARVER Stainless 2.00 ea- = 
CEMENT SPATULAS 


HOLLENBACK CARVER No. 3 or 3S 
$1.60 ea. $17.60 doz. Stainless 
No. 300 ar 


No.1 Sr 
Stainless WALL WAX CARVER $1.60 ea. | 


i, No. 4 Cap - Crown : t 


Slitter, with spare 


h 


#3 #4 #5 
VON GRAEFE GUM CUTTING KNIFE 


AMALGAM CARRIERS 


3.20 ea. 


blade. 
ie #1—65 x 25mm 
Gua Type Stainless $10.80 ea. to-1.7 x27mm 
| #3—2 x 30mm $2.75 
MOLT CURETTES #4—2.3 x 33mm each 


STAINLESS #5—2.5 x 35mm 


STAINLESS STEE 


Seaiotens Sceet 


24 Flexible 22 Flexible SFietble 313, Rigld—AGATHE 


with 3 Stainless points 


MATRIX 
SCISSOR ‘ 
#3001 Wironit Cement 
USERRATED Akers Knife and Spoon, complete Spatula —.............- 3.75 ea. Stainless Steel 
BLADE Akers Knife, Cone Socket......... - 
S.S. 5L 6R a atees Cone Socket ... MORSE SCALER POINTS 
4%" ers Handle, only........... Sisialets 
$6.50 ea. = Steel 
| Points Nos. 00 to 8 6.50 doz. | 


Morse Scaler Handle: chuck-head 


Complete $6.50 ea. 2.00 ea. 


Extra Points $2.00 ea. 


=) 
4 yf 
Evans Knife and Spoon, complete. 
Evans Knife, Cone Socket...... 
Evans Spoon, Cone Socket 
Evans Handle, only... 


SL 10R ‘ 9 


SCALERS — Stainless gale 
Sees Lorehioe ‘Seve teers 


| 


CLEOID AND DISCOID 
EXCAVATORS 


Stainless Steel 


DOUBLE-END EXCAVATORS — Stainless Stee! 


1.55 ea. 2.35 ea. 1.55 ea. 


AMALGAM PLUGGERS STAINLESS — 


No. 5 No. ‘i NO.18 = cs Sane 
1.85 ea. ” ——— a eS maine 
—————————————— 1.90 ea. 
BONE CHISELS - Stainless Steel 
GARDNER BUCKLEY WAKEFIELD s Joa: SSS EY ae 


dee 


7 


It taf 


* s 1W — narrow blade, double bevel 
pene oe = 2W — wide blade, double bevel 
pense #1 #12A ' : bs 
ae ie - Willioms Combination 
sR—cuned 3—Gouse Type Bene Eile Grogs/herizontol Darby-Perry BAND DRIVER 
' g— tiangutartip, straignt tainless Serrations Scalers #107 Stoinl 
: sete aii 3.60 ea. $4.60 ec. Stainless 4,60 ea. Stainless 1.70 ea. Se eaera aie 
- — - 
00 ————— 
Bone F ules | STAINLESS STEEL SS = 
64 Miller $4.30 ea. 
| ee 12CA ~~ |e ee 
=—— = ) 
— 10 $4.30 ea. = Ga — 


Cross Serrations $4,30 ea. 
———S —_ SS 


= 
Nay SA:S0sen: = == 33 $4.30 ea. 8 Williams Rattail 5,35 ea. 


10 


— A5 Miller $4.30 ea. =i 


PLIERS 


Band Removing Lingual Bar Bending Clasp Adjusting ‘WIRE BENDING PLIERS BAND PUSHER 


SIDE CUTTING PLIERS 


a 
= For bending ‘soa shaping all| For bending and #300 70 
‘or bending and shaping a djusti : 
Lal presi ‘of Tingual bars and wires. raters; uch and laps: aeoics 
For removing anterior and pos- #300Y -60 ea, 
terior bands. Chrome #301 
4.95 YOUNG Band 
Push 
= emme Stainless Chrome Tip ee Chrome 
meee ante: 6.80 ea. 10.00 ea. Only at 
6.75 
$2.15 ea. 


COTTON AND DRESSING PLIERS — Stainless Stee! 


_ College Non-Pinch Non-Pinch No. 49 


LIGATURE 
CUTTER 


150 Special 
with inlaid 
CARBIDE 

cutting edges 

Stainless 


$13.40 


Self-Locking Parallel Jaw 


Serrated tips 


with grooved . ji : 
Serrated tips or . Action wire 5 
ieee :| Serrated tips ;. or Smooth Tips serait tips cutter 2 eee ae Gates 
root canal points | 4 gg eq, mooth tips 1 a smooth tips Serrated tips esiogiaw Taped ioe 
1.90 ea. 10.80 dz. is oa with lock 1.40 ea. 1.20 ea. = 
. Ze 1.90 


127 


Chrome 
$6.00 ea, 


Chrome 


$5.60 ea. Pin Roughening 


Cutting and Bending 
Chrome 7.50 ea. 


No. 112 
Contouring- 
Cup Jaw 


No. 101 
Wire Bending, with3 Grooves 
For various Gauges of Wire 


11 


Finest Quality — 


DENTAL PLIERS Imported 


Cone-Socket Contouring 


No. 136 
Stainless $ 6.40 


One smooth and one serrated beak 
for general contouring work. 


For tightening Cone-Socket 
Points in their handles or for 
removing them.......... : 

STAINLESS 6.80 
chrome $5.25 


chrome $4.25 


Contouring 
No. 137 
Stainless Steel $.6.40 


A modification of the Rey- 
nolds (No. 115) with narrower 
beaks and less curvature. For 
general contouring....... 


Round Nose 
No. 107 


Stainless $6.00 
chrome $ 4,25 


a7} 
chrome i ae 


ch. s.s., 
No. 110 5.50 6.80 
No. 111 5.75 6,90 


Serrated beaks Neen Crown 
For ligating, placing and removing 
pins, adjusting and general use. Fury 


fa 
nished with smooth or serrated beaks. 


a No. 114 Serrated 


McKellops 


Clasp Bending 
No. 134 

‘ STAINLESS 
chrome $5.75 $11.15 


Wire Bending 
No. 139 


Pliers No, 139 have one cone-shaped beak. 
the other pyramidal, with parallel faces. A 
sharp angle can be made ina wire by bending 
it over the pyramidal beak; a smooth, rounded 
curve by bending it over the cone. 


Stainless $6.40 


Contouring 
No. ee $6.40 


Stainles 


For contouring gold crowns or fitting 
bands to roots. 


chrome $4.25 


Contouring stoiniess No. 130 Speinisae 
No. 115 $6.40 ; $11.15 
=a CRESCENT <“O 3 PEESOS 
For contouring crowns and for con- Ae < 7 Stretching and 
structing and conforming the cervical ns Cc. . 
ontourin 
part of crown or = as pce inching, aces or . 
shapin; ii 
chrome $4, eee ange and contouring chrome $7.60 
Collar Stainless Matrix Stoinless 


$6.40 


No. 141 
The making of individua} matrices 
for approximal fillings is so simplified 
and shortened by the use of these pliers 
that the dentist can well afford to make 
a special matrix for each case. 


chrome $7.60 


No. 118 


Similar to Robinson No. 120-A but 
with narrower beaks. For shaping and 
fitting small curves of lower anterior 
collars or cap crowns. 


chrome $4.25 


No.1290 Collar 
chrome $ 4.25 


—_A For initial bending of labial and 


z lingual arches, shaping bands, etc. 
= i ee beak is flat, anvil beak is 
round 

eg Stainless 6,40 - 


Laboratory and Office 


Flat Nose Lip Safe 
No. 156 Serrated Beaks — 


For ligating, adjusting appli- 
ances and springs. 


stainless $6.65 


FITZGERALD 
No. 211 

Cusp Forming 
Chrome 6.55 ea. 


stainless 
Nos. 121 (serrated beaks)... $6.40 
122 (smooth beaks).... 6,40 


chrome $5.25 
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MATRIX BANDS MATRIX RETAINER 


For No.1 RETAINER 
der. to package $.50 


1 
BICUSPIDS 


MEDIUM 


WIDE 


For No. 8 or No. 9 RETAINER 


WIDE 


WIDE 


BICUSPIDS 


== For TOFFLEMIRE RETAINER TOFFELMIRE C.A, Retainer, Adult 


Ne 3 
60 doz. = 1 doz. to pkg. 
6.00 per gross 


#1M 
BAND GUARDS — IMPROVED PATTERNS 
Child Size 


$3.00 each 


BAND GUARDS — STANDARD SIZE 
$3.10 each 


MOLARS 


MEDIUM 


5.00 gross 


ONE-HAND RETAINER 
WITH RATCHET 
Chrome $3.75 ea. 


WIDE Stainless $4.75 ea. 


#8 STANDARD RETAINER 
$3.50 each 


IMPROVED RETAINER 
$4.25 each 


#9 EXACT PATTERN 


6.00 gross $4.45 each 
eee *10 
for HOLDING for USE with 
Plastic Strips Plastic Fillings 


Celluloid Strips Silicate Fill 
Metal Foil Strips Petralit Filings 


$3.75 


TOFFLEMIRE RETAINER 
60 doz. $6.00 gross 


TOFFLEMIRE BANDS 
STAINLESS STEEL 


TOFFELMIRE Universal Matrix Retainer 
TOFFELMIRE Anterior Matrix Retainer 


TOFFELMIRE C.A. Retainer, Junior 
LIFETIME GUARANTEE 


MATRIX ROLLS — 10 ft. Finest $$ Available | 
3/16", 1/4”, 5/16", 3/8", 


1 doz. to package $.60 
No. 1 Universal 

No. 2 M,0.D. Wide 

No. 3 M:0.D. Narrow 


TOFFLEMIRE, 


JUNIOR BANDS, C.A. +002 0015 
No. 13 Universal S6sidae. per roll per roll 
No. 14.M.0.D. Wide List 
No. 15 M.0.D. Narrow 6.50gross Gupta s6 65 


ASSORTED (Specify size) 
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DERMAL CURETTES ~ LARYNGEAL 
STAINLESS STEEL MIRRORS 


<>? 
SALIVARY DUCT PROBES MALLEABLE 


x Sterling Silver $1.70 ea. 
9 Complete Set of 6 — $9.75 

. APPLICATORS & PROBES — 
OPEN 


en Eee 


A 

B SEED 
Cc od 
D ——=_— 
Ee 
F —i ——) 


ait A Allen Applicator, triangular or rough tips, 5%”, 60 ea. 
With Handle bh 
2,50 Size 0 to6— 8%” 1.00 ea. B Farreli Applicator, triangular or rough tips, 6% 60 ea. 
si ; i i h tips, 6”. 
Applicator, triangular or rough tips, ‘60 ea. 
Without Handle .75 each C Brown Appli 


D Lathbury Applicator, triangular or rough tips, 6%)” 60 ea. 
E Billeav Loop Small-Med.—Large 2.00 ea. 
F Yankaver Salpingeal Probe 1.25 ea. 


ee 


Seo ae 


4 ik 


NAPKIN OR PINAFORE HOLDER 


Alligator tip with strong spring and sharp tooth 
jaws. Beautifully finished with ball chain and 


colored plastic bands. (50 ea. 5,00 doz. 


intubating forceps ‘ 
stainless steel. lightweight, with smooth, positive action. 


1 magill -adult 7.50 ea. 3 rovenstine-adult 8.00 ea. 
2 magill —child 7.00 ea. 4rovensteine—child 7.50 ea. 
5 magill—adult (closed tip) 7.50 ea. 


itt 
mes Nes 16 2&5 fovenstine No. 3&4 


qi,  DAPPIN DISHES 61 cuff inflation valve 
Supplied in Pra Vie convenient, light weight aluminum. © quarter-turn deflates. 
at! 


clear, blue, amber and green glass fits luer or Iuerlok syringe tip. 2.25 ea. 


Each . 
6 for . 
12 for 


01 intubating stylet —for endotracheal tubes, 2.80 « 
soft, malleable copper. 34cm long. _ 2,80 ea. 
STAINLESS STEEL 
PERIOSTEAL ELEVATORS, RASPATORIES 
AND RIB STRIPPERS 
A-Coryllos Periosteal Elevator, di 
chrome plated handle . 


B-Lanes Periosteal Elevator, narrow or bro: 
pal Elevator, narrow, 7” 


r and Elevator, 8 
eB SS. ii 
double ended, 2 sizes, 1 


14 


ENDOTRACHEAL CATHETERS 


HANDPIECES 


TWO-WHEEL DORIOT HANDPIECE 


ACCESSORIES 


———<—______ 


Here's the finest Doriot you can buy regardless of price. . . . 

* For use on all cord, Electric and Foot Engines. Adds 40% to your 

speed... . It is a precision machined instrument, beautifully finished 

and ‘guaranteed to give you many years of trouble free_service. Dou- _ 
ble wheel for added speed. 

Magill, rubber. even sizes 12 to 46 fr with built in inflatable 


cuff and pilot balloon 3.00 
$15.50 Magill, catheter less cuff” and balloon . 1.50 
Inflatable cuff only with pilot balloon 1.40 ea. 
3is" to fit sizes 12 to 18 french 5," to fit 
PROPHY ANGLE Ye" to Mit sizes 22 to 28 french Me to Wn sues 36 40 40 hrenen 
Ye" to Wt sizes 42 to 44 french 
$5.60 each YOKE ADAPTER to fit Medical Oxygen Cylinder $6.00 ea. 


Adapter — straight metal, from non-rebreathing valve to 
catheter, see table for proper size for ordering. 


$2.00 ea.. size 


This contra an- 


‘ 5 Lumen Size English Scale Fits Catheter Size 
gle is one of the finest 9! ete 

contra angles manu- aan 000 8-10 French 
factured on the con- mm 00 12-14 French 
tinent.. It will give ex- Smm 1 16-18 French 
cellent performance. 6mm 2 20-22 French 
zon 4 24-26 French 
mm. é 28-30 French 
Th = pea ey ee 32 French 
oe: ae 10mm 8 34-36 French 
: Vimm 9 38 French 
12mm 10 40 French 
13mm W 42-44 French 


LARYNGEAL SPECULA FOR DIRECT USE ON BATTERY HANDLE $20.00 


Folding Type: Hook on blade Size Length Diam, 


] 87mm -- 
#95 Stainless 2 108mm Fates 
3 127mm -- 
: 4 159mm -- 
# 35 Spec. Premature 0 75mm 6mm 
Premature 1 90mm 10mm 
Infant 2 100mm 14mm 35 
Child 3 130mm 14mm 
Adult 4 160mm 17mm $20.00 


Non-Folding Type: Fits Standard Welch-Allyn, or Propper Handle 
# 40 (same sizes as # 35) 


Battery Handles; (for #'s 95; 35 blades) 13.50 | 


04 Penlite 
03 Medium 
02 Large 03 


Rechargeable Handle # 17 Medium $25.50 snine eeeon 


DIAGNOSTIC CORD $2.75 sat 


Rubber covered with universal 
connections. 


BITE BLOCK 


Adult Size — $6.80 ea. 
Childrens Size — $6.80 ea. 


Mfg. Electro Surgical Inst. Co. 
$9.75 


FINEST QUALITY 
UNCONDITIONALLY GUARANTEED 

| 1. GUARANTEED to be concentric. 

2. GUARANTEED to cut faster. 

| 3. GUARANTEED to hold cutting edge. 

| 4. GUARANTEED strongest bur ever used. 
| 5. GUARANTEED to fit snugly in chuck. 


Plain 


(WITH CROSSCUT) 
(WITH CROSSCUT) 


| 


FG only 56R 57R 58R 59R 1557 1558 


2.23 4. 5 6 7 8 
2s eo GE NG OF’ 8 
also in FG Short Shank 


LADD 


RA & HP 334234 35 36 37 38 39 


FG 33% 34 35* 36 37 38 39 
* 35 also in FG Short Snank 

Slot 
Cutting 
Wheel 
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FG, RA & HP 

FG DIA 


1) each diamond individually checked 

2) concentricity at all speeds 

3) Diamonds will not peel off 

4) Diamonds Electrolytrically attached = 


Assort your order for Diamon 


FREE PREMIUMS. 


801/6  808/6 «818/14 835/3. | 836/6 «BASIS. 846/6861/4 §BOS/S 


$1.95 each 
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ARISTA 


Fissure 
Straight 
FG only 56° 57*58 59 60 57L 58L 
* 56457 also in FG Short Shank 
| Pear 
FG only 330* 331 
* 330 also in FG Short Shank 
Dual 
Purpose 


ds and Carbide Burs and Receive 


CARBIDE BURS 


~ BAKERS DOZEN SPECIAL 
Buy 6 Dozen Burs and 


Receive FREE 
AM Radio $14.95 value 


PRICES 
.90 each or 
Buy 12 — Receive | Free 


or 
Buy 12 Dozen Burs and 
Receive FREE 
Lava Light $29.95 value as shown on page 44 


p= LAA 
l 
ih 


FG RA HP 
(Please specify 
RA, FG or HP) 


——$$_ 


RA & HP 556 557 558 559 560 — — 
FG 556 557*558 559 560 557L 5581 
* 557 also in FG Short Shank 


AAA 


br & HP 699 700 701 702 703 — — 
699 700*701 702 703 700L 701L 


* 700 also in FG Short Shank 


Crosscut 
Fissure 
Taper 


SEE 
ASSORTMENT 


| 
a FG only 169 170 171 172 170L 171L 


RA — — — —170L IIL 
DIAMONDS 
BELOW Eutting j 
WHICH WL 
FG, RA & HP 


BE 
INCLUDED 


Inverted | 
Taper 
FG only 36L 37L 


mC 


FOR 


E-RUELE 


PREMIUMS FG only 46 47 


INSTRUMENTS 


BAKERS 
Buy 12 Diamonds of Any Group and Receive 1 FREE 


DOZEN SPECIAL 


Buy 6 Dozen Carbide bei and or Diamonds and 

Receive FREE AM Radio $14.95 Value 

also Buy 12 Dozen Carbide Burs and or Diamonds and 
Receive FREE LAVA LIGHT $29.95 value: 


01/1 805/2 807/4 835/1 845/4 860/3 80/3 852/3 1862/4 


$.1.20 each $2.75 each 


DN eee. 


Finishing Burs.and Burnishers 


BURNISHERS-SMOOTH 
wererrronua RA&HP-4,6,8: 2.40 dz. Hi 
FG 4 — .55ea. 6.00 dz. maw ses a 
The concave point of the Interproximal Mice os 
Finishing Bur corresponds exactly to the 2.00 doz. 
interstitial space and cannot damage the 
filling. It will enter the smallest spaces and 
permits finishing of fillings which cannot 
be done effectively with other shapes. 
if | itt AK | if | | | ee u 
ren mane & 0 200202 203 rem RARHP 21g 219-220 2.00 doz. 
RA&HP.A,D,200- 1.60 d: 1 a 
_A,D,200- is, . doz, 
RABE 200° 480 ge all ae 
RA&HP 203 — 4,80 d: ve 
FG AD — 3.00dz. fing 
BUD 
f 
h L 2456 
. a 
rem magne 224 rem mane 2.00 doz. 


Steel Burs 
Diamonds 


PLUG FINISHING BURS: 


60 doz. 
ee RA&HP 242 
FG 242 


245 1 
245 3.00 doz. 


Surgical Burs 


HENAHAN 


{| [110.40 gr. 
1.05 doz. 
6 


%12345678 A 
9 9 
24,00 gr. i 36.00 gr. : 
2.40 doz. | [| | 3.60 doz. Fig 123-45 
| | 139 6.70 8.00 
9101112 131415 16 doz. doz. 
ALLPORT 


i | -4 
| i | : 6.10 5.30 [ro293 FG294 | 
eee 1 uel doz. doz. 1.40 2.20 
556 557 558 559 560 561562 563 eq, ed. 2950 295b 295c 2960 296b 297 298 
. 13.20 gr. +95 1.05 1.20 1.75 1.85 4.25 5. 90 
TAPER 1.30 
Length | Length | Length Total Dia. of | Dia. of Dia. of 
WHEEL Cat. of head of neck | of shank slength head front | -head rear neck 
| Nos. |mm in. [mms in. [mm in. | mm in mm in. | mm in. | mm in. 
fy 4 10.40 gr. 295A| 4.5 0.177| 7 0.276 |32.5 1.280] 44.5 1:752 | 0.95. 0.037 | 1.45 0.057 | 1.15 0.045 
} | | | 1.05 doz. 295B 6 0.236] 6 0,236 |3.25 1.280 | 44.5 1.752] 1.15 0.045] 1.75 0.069 | 1.25 0.049 
; i ) - i cs 295 C 7 0.276] 5 0.197 | 32.5 1.280] 44.5 1.752] 1.50 0.059] 2.30 0.091] 1.65 0.065 
13.20 699700 701 702 703 Fig 3 42 14 296A|10 0.394] 4 0.157 | 32.5 1.280| 46.5 1.831] 1.45 0.057| 1.95 0.077|1.4 0.055 
= gr. bai 296 B/ 10 0.394] 4 0.157 | 32.5 1.280] 46.5 1.831] 1.85 0.073 | 2.30 0.091]1.8 0.071 
1.30 doz. 297 22 0.866] 4 0.157 ]42 1.654] 68 2.677] 1.65 0.065] 2.30 0.091]1.8 0.071 
298 33 1.378] 4 0.157 | 45 1.772 | 84 3.307 | 1.65 0.065] 2.30 0.091]1.8 0.071 
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33% 3435 36 371839 40 41 


Vulcanite Burs = 
BUD 


Q 
eon 


4.35 doz. 4,50 doz. 


ROUND 


fl 


A,35 doz. -4.50 daz. 


ren 4.35 doz. 4.50 doz. 


POINTED BUD 


—©& 
Ser 
i 


rom Z re" 4,35 doz, 4.50 doz. 
Ae) Ait) & dy (\ 

Di die 

bar Gin —_ ™ 435 doz. order: 


4.35 doz. 4,50 doz. 


_ 4,35 doz. 4,50 doz. 


LINDEMANN BONE CUTTERS 


For apicotomy and similar operations, the cutters are provided 
with drill points. The whole sequence of operations for the cut- 
ting of an aperture in the bone, so as to gain access to the apical 
focus and to the root tip, can be carried out. with these bone 
cutters. The cutters can therefore be used as drills in the bone 
substance and as cutters around the edges. They are particularly 
suited for the enucleation of cysts, the removal of the external 
lamina of the bone, for displaced wisdom-teeth, in fact for all 
surgical operations in the mouth where formerly the chisel has 
been used. For best performance a speed of at least 3000 RPM 
is necessary. 


RA & HP 


1 


“Tissue and A 
Aol —. 
5.60 ea. % 30.00.e0, 
Ww 16 Tissue Retractor 
weitoed vith oo 
reece: Hs 
: eae haa 
Papel 3.60 ea. 3,60 ea ' 
fen 
2.50 ea. 


GOVERNMENT SURPLUS SPECIAL 
BROACH HOLDER FOR ROOT CANAL 


1,00 ea. — 10.50 doz. 


RETRACTO LOOP 


stainless 
Tongue, cheek and lip control of cotton 
rolls. Photography, impressions. 


$2.50 per pair 


Molt Mouth Gags 


s.s. Loktite 
— ADULT SIZE ONLY 


List Price $2xfo ea. 
Our Price $7.75 ea. 
CHILD SIZE $13.20 Regular Stock 


Plaster Spatula, Stainless Blade 1.00 ea. 


Sty tm et ews ee eo 


A re i i i A 67 LEXINGTON AVENUE NEW YORK, N. Y. 10010 
8 


; Complete Set $146.49 
Crane-Kaplan Periodontal Set | srnusss sr. 


Ka cK-4 cK-5 cKs cK cKe 


RedaMirkir. Seclaole?, «— Woe«=s(Oheeeeat Ghee «Saker «Fle fie” 
3.85 3.85 5.15 5.15 4.55 4.55 3.85 3.85 
ea. ea, ea. ea. ea, ea. ea. ea. 


Complete Set $31.29 
MOUTH MAGNET 


This magnet is 50 powerful that foreign objects can 

be removed without coming in contact with any part 

of the mouth. It's power is 25 times greater than its $3.25 
own weight, is guaranteed to retain its full effec- 


tiveness, 


No. 1600 MODEL 1600 Lightweight. 


MOTOR Lightweight, 1/20 HP, 115 
volt, 60 cycle AC. Shock mounted 
for quiet operation. Complete with 
3-wire ground cord and two prong 
-adapter.- 


PUMP Efficient, single rotary, com- 
pressor type, oil impregnated rotor 
and vanes. 


SUCTION SYSTEM Precision con- 
trolled by gauge and regulator from 
0" to 25” of Mercury and 32 oz. 
collection bottle. 

'VISL-DOME LUBRICATOR Exclusive 


Sorensen lubrication. Mounted in- 
tegral with the pump. Accurately 


PRICE $120.00 


* No, 1800 


PRICE $145.00 


PORTABLE ASPIRATORS MODEL 1600 


MODEL 1800 
SORENSEN FEATURES 
bd eel tod lecng) SIZE 14” wide x 8Y2" Deepx 1042” 


® VISI-DOME* Lubrication 
® Balanced handle i 
@ Visible Oi! Supply signclessd Sune Sod paste High. 
‘a Splash trap secondary moisture trap © Quiet, insulated dirt free SHIPPING WEIGHT 20 Ibs. 
NET WEIGHT 15 Ibs, 


= Accessible oiling on front panel ® Vibration-tree mounted for quiet 
PRICE $120.00 


CABINET Anodized aluminum with 
= Easy reading dial type gauge - carrying handle. 


= Overtlow Cutoff prevents damage ",Convenient line cord storage 


McKESSON 
EMERGENCY 
RESUSCITATION UNIT 


100% oxygeA un- 
e Pressure for 
45 minutes. Uses standard 
cylinders. Pin-indexed to 
prevent attachment to any- 
thing else but an oxygen 
cylinder. Complete with 
carrier, tank pressure 
gouge, cylinder valve 
wrench, tube, rebreathing 
bog, inhaler body, adjust- 
able exhaling valve and 


face mask. 


DUO a ons 2h since op tess ea Each $62.50 
320 Unit in Portable case .Each 76.00 


controls lubrication to moving parts. 


BREATH.O-LIFE OXYGEN 


Weighs under 2 Ibs. Disposable sphere 
holds 20 gal. oxygen. Supplied with 2 
spheres, mask and carrying case. 
HOOD a osc o.$4s) 204 nuntetobninsareh ere Set 

100 Sphere only .......... Each 7.50 


TRILENE INHALER 


MODEL 1800 Heavy duty. 

MOTOR Heavy duty, efficient 1/6 
HP, 115 volt, 60 cycle AC. Shock 
mounted for quiet operation. Com- 
plete with 3-wire ground cord and 
two prong adapter. 

PUMP Efficient, high volume, single 
rotary compressor type, oil impreg- 
nated rotor and vanes. 

SUCTION SYSTEM Precision con- 
trolled by gauge and regulator from 
0” to 25” of Mercury and ¥2 gallon 
collection bottle. 

VISI-DOME LUBRICATOR Exclusive 
Sorensen lubrication. Mounted in- 
tegral with the pump. Accurately 
controls lubrication to moving parts. 


CABINET Anodized aluminum with 
carrying handle. - 


SIZE 1642” Wide x 10%" Deepx 
1042" High. 


SHIPPING WEIGHT 28 Ibs. 
NET WEIGHT 24 Ibs. 
PRICE $145.00 


Trilene is ideal for inhalation analgesia 
Can be self-administered to produce 


analgesia with either no or only 
momentary loss of consciousness. 


3160 Complete ...... veses Each $41.50 
3162 Face mask—aduit .... Each 7.35 
3164 Face mask—child ... 7.35 
3163 Wrist strap........., 1.55 
3150 Trilene can of 300 ce Each 4.45 


EMERGENCY OXYGEN UNIT 


Portable, compact, lightweight. Ready for instant 
use for unexpected emergencies. 

LIF-O-GEN emergency oxygen inhalent fits in a 
briefcase, handbag or car glove compartment, 7, 
Supplies oxygen up to 25 minutes in intermittent 4 
service. Operates like any common aerosol-type ° &- 
container. Easy and safe to administer by anyone, 
LIFE-O-GEN inhalent is for first aid and emergency 
use. Aids in cardiac, asthmatic or pulmonary con- 
ditions. One disposable face mask comes with /< 
each unit, plus complete instructions. Units may wake! Pat 
also be used without mask. Russ 
mons In every home, office, factory, conveyance 

and pi 


yf publi 
pent orasks 10 only $6.95- 


Replacement masks 1"00 ea." 


$32.25 


OXYGEN UNIT 


In a newly designed, streamlined, sturdy, 

lightweight case, oxygen regulator has both 
contents and liter flow gauges. 

The case is vacuum formed to exactly fit a 
standard D size cylinder (360 liters, 45 min. to 1 hr. 
supply) which can be refilled or exchanged anywhere. 


T383 Lifesaver* Unit complete with 
1 Mask, -Mouth-To- 


Filled D Size Cylinder $25.00 


OXYGEN REGULATOR FOR D&E 
SIZE CYLINDERS 


#7306 


A revolutionary new design which eliminates 
over 30.parts. A true, precision regulator (not 
a piston type). Small. Compact. Durable. Guar- 
anteed for two years. Easy to read gauges 
(contents and liter flow). Smooth flowing. 
Flow rate does not vary from full to empty. 


7306 REGULATOR... $25.00 


1700 


The Midget Regulator. De- 
signed to meet the demand 
for a small, durable com- 
pact unit without sacrifice 
of accuracy and efficiency. 
Equipped with safety valve 
porous bronze filter and 
built-in shock check. De- 
livers and maintains a flow 
that does not vary from 
“full to empty.” With inlet 
to fit therapy oxygen cyl- 
inder (rounded metal to 
metal connection). $29.00 


NEW VINYL MODEL 


$39.50 
THE PULMONATOR The Pulmonator may 


mean the difference 
FOR EMERGENCY between successful 


RESUSCITATION __“esuscitation and fail- 


ure in 
DROWNING + SUFFOCATION 
ELECTROCUTION + DRUG SENSITIVITY 


VENTRICULAR FIBRILLATION 
AFTER EMERGENCY USE — CAN BE SET UP 
WITH ATTACHMENT TO OXYGEN TANK 
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@ ADJUSTABLE TO 
PERMIT PROPER 
FOCUS CONCEN- 

TRATING THE LIGHT 
ON THE POINT OF 
OBSERVATION OR 


ULL" 
z Seve OPERATION: 


LIGHT-CONDENSER 


ONIY* 
$9x0 List 


$2.50 €8. ARISTA 
PRICE 


TILTED UPWARD 
"WHEN NOT IN USE 


4” — 16.50 ea. 
7” — 13.00 ea. 


No. P826 10” — 13.00 ea. 
Easily attached on your own spectacles eliminat- 
ing any need for a new prescription and an extra 
pair of glasses. When not in direct use, the added 
flip-up adjustment raises the loupe out of your 
line of vision, but remains always ready for 
instant accommodation by a touch of your finger. 
Three focal ranges, of 4", 7”, 10” supply a 
maximum magnification, at your desired working 
distance, Extremely light in weight. 


RESUSITUBE © ; > 
ROTATING |LLUMINATED DENTAL MIRROR X 
1 + can be held at a convenient angle while the inirror ~~ 
is easily directed by rotating the knurled collar toward 
the particular region where examination or treatment 
is indicated. 


WOUTH TO MOUTH 
BREATHING TUBES 
For artificial respiration 


aaa 


Advil ond Child Size, 
$1.15 each: 


COAKLEY SCRAPING Curettes Stainless 
$2.50 ea, 


Set of 6 — $9.75 


LUMBARD - MILLER’S 
AIRWAY 
$2.00 ea. 


age | COLLINS 
FORCEPS 
eg |2e—< 
$3.00 ea. ine so | 


WIEDER Tongue Depressor, 
small and large size, stainless $3.00 ea 


= 4 

oc e 
BUCK Curettes stainless ° 

set of 2 $1.50 eachO 
sharp or blunt sizes 00 to 3 fe) 


a aa. Q : 
FRAZIER Suction. Tube 
_ $4.25 ea. 
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The Only COOL, CLEAN, Scientifically Constructed 
Diagnostic and Operating Lamp for Surgical and 
Dental Use. 

Guaranteed carefully tested before shipping and to 
withstand sterilization by boiling, steam pressure or 
the Harvey incineration method. 


BRITE-SPOT 
HEADLIGHT 140 


For Brighter Illumination Over a larger 
Area 3 Ways: Thru-Beam — Oblique — 
Direct-Vision 

For light only where wanted 

FIXED VOLTAGE 
TRANSFORMER 


BURTON VITALOMETER SET 


No. 140 Brite-Spot Headlight, complete (Pulp Tester) 
with thru the-beam mirror attachment, 


transformer, semi-rigid plastic headband, | | 4.1.9 for the patient to hold—dentist Is in 


oneiNo;, 140sB' spare: bulb $37.50 complete control 

No. 144 S, same but without © Frequency flow shown by glow of heat-free 

he mi ttachment 6.00 indicator tube 

snakes cnongennet $36. © High frequency waves overcome enamel only, 


not soft tissue 

Indicator describes tooth vitality 

Checks abutment teeth — no guesswork 
Checks vitality of heavily inlaid teeth 

New, sturdy snap-open carrying case included- 
no extra charge 


PENLIGHT ADAPTER TIP 
This adapter, complete with a lensed 
bulb, will convert any National 
Battery Handle (or similar bayonet 
twist lock type) into a pocket light. 
INGE TDS iciccnpnpece aa eee 
Replacement bulb No. 15B 


Model 205MB 


$110.00 | 


a, fo 


DESMARRES TONGUE AND 
CHEEK FORCEPS | 

«+ 7.50 ea, 

+ 2,50 ea 


$12.50 


Stoinless’... 
Chrome. ...- 


LAMBERT TONGUE AND 


CHEEK FORCEPS 
Stainless ..2-++2-++ + 7.50 e0. 


RIGHT-ANGLE DENTAL LAMP 
(Fits Welch Allyn or National Handles) 


$3.50 


HUNT TONGUE & CHECK FORCEPS 


GWATHMEY ETHER HOOK 
$1.25 each 


qs 


. GUEDEL, Forreger Airways 
children and adult sizes 


$1.50 ea. 


Young's Tongue Seizing Forcep 
Stainless Steel. 5.75 ea. 
Jews only — .50 pair 


___HEMOSTATS--BOX LOCK--REGULAR STOCK - FINEST QUALITY 


ROCHESTER PEAN FORCEPS 
Straight or Curved 


HALSTED i 
MOSQUITO FORCEPS Se ae ees 
5° Straight or Curved 

ea. doz. 
Stainless 250 27.00 
Chrome Cyd 1.50 16.50 
Mosquito 1 x 2 Teeth. 
Str. or Cvd. 
ea. doz 
Stainless 3.50 39.00 


TISSUE FORCEPS 


A-ALLIS: STAINLESS 5 I d 
ea. doz ! W 
A-KELLY FORCEPS 6" 4x5 or 5x6 teeth 3,50 39.00 ' 4 
B-CRILE 7¥%9", 5x6 teeth 4.00 45.00 |\ J 
HAEMOSTATIC B-JUDD ALLIS A" Ch. SS. BAC 
FORCEPS 3x4 teeth 250 4,00 \ 
5%" Straight or Curved B rae Seo a6) 
j ” 4 J 
Stainless 230 2100 Alife: Bnevian'6:> \¢660iee . 
H BACKHAUS 
- A TOWEL FORCEPS 
\ ea. doz. 
i \ 3%" Stainless 3.00 33.00 
A-RANKIN KELLY ' __ 5%" Stainless 3.25. 36.00 
FORCEPS on 5¥%" with stops 
B-RANKIN CRILE a fi 
RGRGERS - ul (Roeders) Stainless 3.50 39.00 


6%" Straight or Curved 


aes doe : JONES Towel 1P—cross action 
Stainless 3.00 33.00 3%” stainless — $2.00ea. $21.00 dozen 
: 3%" chrome — $1.00ea. $10.80 dozen 
MAYO HEGAR " 


NEEDLE HOLDERS 
STAINLESS 


33.00 
9.00 
45.00 
48. 
60. 


Lahey Vullsellum 


= q ~ Pennington Triangular 

te slay 
ROCHESTER OCHSNER sacle chy ears uate 
FORCEPS 450 380575 


1x2 Teeth Straight or Curved 


whales ae Stainless Steel 
5%" 2.00 21.00 2.50 27.50 
6%" 2.25 24.00 3.00 33.00 
7%" 250 27.00 4.00 45.00 
8” 5.00 54.00 
roe, 6.75 STILLE Vessel Clamp 
10” 7.50 Ld 


Mfg., SKLAR 3.50 ea. 


STERILIZING FORCEPS Stainless Steel 


7%"—$3.00 12”—$4.75 
Stainless 


SCHROEDER 
VULSELLUM 
92" Straight or Curved S.s- 


$3.00 


SENT ON 
APPROVAL 


FOERSTER SPONGE 
HOLDING FORCEPS 


Smooth or Serrated Jaws 
Straight or Curved 


ea. doz. 
4.00 45.00 
4.50 48.00 


7” Stainless 
9%” Stainless 


BOZEMAN DRESSING FORCEPS 
9%” Str. or Cvd. 
Chrome ...200 Stainless... 4.50 


BABCOCK INTESTINAL 


6%"" Stainless 4,50 
7%" Stainless 6.00 
9° Stainless 7.50 


ROCHESTER CARMALTS - Stainless 


64"" Straight or Curved $3.50 ea, 
8" Straight or Curved 5.00 ea, 
9°" Straight or Curved 7.50 ea, 
10° Straight 8.75 ea. 


PROVIDENCE KELLY 
Thin Pattern str. - cvd. 
Stainless 514" $2.50 ea. 


Sf 


a@ Stainless 


A. SCHNIDTS Tonsil Forceps 7144" 
B. SAWTELLES Tonsil Forceps 714” $3.00 ea. 
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SENT ON 
APPROVAL 


HEMOSTATS--BOX LOCK--REGULAR STOCK - FINEST QUALITY 


ALL STAINLESS Labonte OTHERWISE aNOTED 


t 
instruments, needles, syringes, etc. from 


Stainless sterilizers. $2.00ea. $21.00 doz. 


he, Steel | 


MIXTER FORCEPS 
7¥2" — $3.00 each 


—— 
v. — — 
Stajniess $3.00 ea. 


| j SAVES COLLIN Tongue Seizing Forceps, 7" 
~< CABINET ring jaws, Round or Triangular 
el SPACE! 
t SF Stainless 
é Steel 
i UTILITY FORCEPS 
2.50 ea. cease S.S., Straight sr os 


WHITE TONSIL FORCEPS 8” —$2.00 ea. 


ECONOMY INSTRUMENT RACKS 
Protects Valuable Instruments! 27.00 doz. 


This instrument tack is designed 
to stack Forceps, Scissors Ge 
needle holders from 5¥2” 
approximately 10” long. It wit 
accommodate 14 to 18 instru- 
ments, Scissors are held secure- 
ly with one ring over the rack. 
real space saver, these racks 


HARTMAN Alligator Forceps, 334’’ 
shaft, serrated Jaws, or 1 x 2 Teeth, 


stalnless 
$10.50 ea. 


are a necessity. 5¥%"—$13.50 ea. 
a. 
|. BUNTS FORCEP HOLDER | AYRES Stop Cock 
. wa 5 ea, three way. 
7.50 doz. $3.00.ea. 
HARTMAN Mosquito Forceps 
S.S., 314", Straight or Curved Stainless 
$3.50 each == MICHEL WOUND 


= per 100 per 1000 
ST hes i AS ee 2.10 


SIZES 14, 16,.18, 
.60 5.50 


oom 22mm ..... 


B YOUNGS TONGUE FORCEPS 
Rubber Jaws sse+- 5.75 each 
Extra rubber jaws. .50 pair 


‘a ' 
a ae sy 


MURPHY PLASTER KNIFE.. cana 
CURVED TIP BLADE 90 ea. ae 


2 Michel applying forcep only 


4a Hegenbarth applying forcep 


6 Heath clip remover scissor 


JENNINGS Mouth Ga; 
adult size. stainless. . 


SNELLEN TONGUE FORCEPS 


1”—$2.25 ea. 
CLIP FORCEPS 


1 Michel applying and removing forcep 


3 Michel removing forcep only 


only 


ea. 


Regular Lock Right or Left $2.50 ea. CRANE KAPLAN 
$3.00 ea. 5 
STAINLESS 2.00 
Small, Medium & Large 
Stainless Locktite ..............12.50 ea. 


REGULAR 
OUR PRICE 2 


Universal Fragment Forceps, 52” 
Straight or Angular 
Stainless Steel 


CUTICLE NIPPER A 
Convex Jaws Plier Handle 


Qe 
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15 ea. 


Ch. 


2.00 
3.00 
215 


4b Hegenbarth applier and remover (not shown) 
5 Wachtenfeldt applier and remover 


2.00 
2.75 


DOUBLE ENDED SCRAPER 


——, Aa | 


SMITH PETERSON 
OSTEOTOME CHISEL 12MM 


STAINLESS 
10 


SCISSORS 


SENT SUBJECT TO YOUR APPROVAL 
ALL STAINLESS UNLESS OTHERWISE NOTED 


OPERATING SCISSORS 
Available in 3 Styles of Points — Straight or Curved 


Stainless Steel “4%'', 5%" 


LISTER Bandage Scissors Stainless oer $3:W0iees 
en pee © STRAIGHT STAINLESS CURVED 
7%" $3.00 ea. 
PT. 
4%" or 5%” Bandage Scissors Chrome: ' 
$1.60 ea. $17.00 per dz. 
7%" Bondage Scissors Chrome 
$1.75 ec. $19.00 per doz. 
a — 
KNOWLES andage issors 
Stainless 5%” rae ie as ve he 
$3.00 ea. $33.00 doz. Also Available dieaces 5" ‘acces - te 00 2s rn & Blunt/Blunt — $2.50 
traight Only 
Same as above but in chrome 5%4"" $1.00 ea, $10.80 per dz. 


Gum Cutting Scissors 


on 


*” Stainless. 


- : Spencer Delicate 
STAINLESS Stitch Scissors 
LITTAUER STI SORS 
6” $2.00 ea. TCH sors tu Stainless — 3%’ $2.50 
Also Available — Regular Stock 4%" $2.75 


4%" $3.00 ea. — 5%” $3.25 ea. 
Sharp or Blunt Points 
rss or Curved — $2.50 each — $27.00 dozen 


Eee 


Iris ‘ 
Angular Scissors 4%’ Sharp Points Only 
‘Chrome $1.50 ea. — $15.00 dz. 
Stainless Steel 2.75 ea. - 30.00 dz.: 


Stainless 
STRABISMUS SCISSORS 


BOETTCHER’S OR LILLYS 
Scissors 


‘stainless Pt.1 S/S ayy straight or curved 
Curved or Flat 714” Pt. 2 B/B (Blunt point) 2.50 ea, 
$3.00 each Pt.3 S/B : 
SIMS GUM CUTTING SCISSORS, 8” SS crown & coLcar 


Stainless Steel Stainless $3.00 ea. 
Chrome $2.25 ea. 
Available in Points 1, 2 and 3 


Straight or Curved 


Wire Cutting Scissors 
4-1/8"' straight or curved, 
Chrome 1.25 ea. 12.0Qdoz. 
Stainless2.00 ea. 21,00 doz. 
Se 


Mayo Dissecting Scissors 


5%" straight or curved $2.00 ea. 
6%"" straight or curved $2.50 ea. 


9" str. Chrome $3.00 ea. 
9" straight $5.75 ec. Sullivan Sharp or Blunt : ; 
9° Curved $6.00 ea. ) ANGULAR OPERATING SCISSOR 54" Stainless See! en 


6%’’ Stainless Steel $3.75 ea. 


METZENBAUM Scissors 


54" — $3.00 ea. Straight 
7%" — $3.00 ea. or 
8" — $4.00 ea. Curved 
94" — Str. $5.75 ea. 

9M" — Cvd, $6.00 ec, STAINLESS 


Gauze Shear 
long shank, 8”, chrome. 2.00 ea. 


Pt.1 S/S 


Coa Pt.2 B/B 
Pt.3 S/B 


DEAVERS SCISSORS Thin Pattern 
Straight or Curved 6” $2.50 ea. 


DEAN or 3 
HOWARD MILLER 


Dissecting Scissors 
6%", S.S., Serrated Blades 


OPERATING SCISSORS Extra Heavy Pattern 
2 pts, Sharp/Blunt or Blunt/Blunt Chrome Stainless 


Stainless 


Stainless 


STEVENS TENOTOMY $.2.50°ea. 
tapered point, straight or curved 


QUIMBY GUM SCISSOR 
5”’ Stainless, Curved — 2,75 ea. 
4,75 ea. 
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NEEDLE HOLDERS 


REGULAR STOCK NEEDLE HOLDERS—FIRM GRIP JAW — DIAMOND TIP 


SCISSORS AND 
NEEDLE HOLDER 
COMBINATION 
with the New FIRMGRIP Hardened Jaw 
-Hegor Needle Holder 
8.75 
10.75 
REGULAR WITHOUT FIRM-GRIP 
5%" stainless steel 5.75 


6%" stainless steel 6.50 
7%" stainless steel 7.00 


SENT SUBJECT TO 
YOUR APPROVAL 


ALL STAINLESS UNLESS OTHERWISE NOTED 


STRAIGHT OR CURVED * 
FIRM GRIP JAW 
MAYO HEGAR 
NEEDLE HOLDERS _ 
Similar to Diamond Jaw insert type 
The ARISTA FIRM GRIP JAW is 
made of a Tungsten. Chronimum. 


Cobalt and Tantalum Carbide Alloy. 
Strai nt Curved 
6.75 


544" 5 

6 675 «7.75 

7" 1138.15 

8" 8739.75 
" 9.00 

10” 975 10.75 


a. 


a 
C ) ABBEY Needle Holder 


——~ 5” stainless. 
2.50 ea. 


BAUMGARTNER 
Needle Holder 


WEBSTER or HALSEY Needle Holder 
Srhooth Jaws Stainless $4.50 ea. 


oma 
5”"S.S. $3.50 ea. 


DERF 
NEEDLE HOLDER 
44?" STAINLESS 

$4.50 


HODLICK Needle Holder 
7%" Stainless $4.50 ea. 


MATHIEU NEEDLE HOLDER 


Box Lock, 5¥2”, Stainless 
Box Lock, 6%" Stainless 
Box Lock, 7¥2", Stainless .. 
Box Lock 8” Stainless 


750 ea. 
8.50 ea. 


ROBBINS 
INSTRUMENT CO. 


NEEDLE-LESS 
PRESSURE INJECTION 
SYRINGE 


Regular $156.00 


Special 
$79. 50 


The time-tested Dermo-Jet provides 
intradermal and subcutaneous in- 
jections without a needle and with- 
out the pain of a needle. 

Dermo-Jet is precision-made of 
chrome stainless steel. The un- 
breakable and detachable plastic 
reservoir has 4,5 ml. refillable 
capacity. A plastic distance 
spacer is included against cross- 
contamination. Entire unit accepts 
any standard sterilization method. 


HEANY Needle Holder 
814." curved jaw 
stainless 5,50 each 


MAYO HEGAR 
NEEDLE HOLDERS \ 


STAINLESS 


= 
OPEN 
JAWS 


HOLLENBECK Needle Holder 
5” Stainless $3.00 ea. 


CRILE WOOD 
NEEDLE HOLDER 
6” Stainless 


$3.50 ea. 


— BOYNTON 
NEEDLE S.S. 
HOLDER $9.75 


5" Very Delicate 


STEVENS NEEDLE HOLDER 
Stainless with catch 9.75 each 


VERY DELICATE 
OLSEN HEGAR NEEDLE 
HOLDER STAINLESS 44” 


— 


Scissor needle holder com- 
bination for very delicate 
work. $9.75 each 


12.50 


CASTROVEJO Needle Holder 534"’ straight improved latch stainless 
16.50 


514'’, 2x3 Teeth, Angular Jaw 2.00 Chr 4.75 S.S- 


a 
WA 
' i] 
@ 
w B 
2 
a 
ww 
3 
? 
© 
A-605 A606, 607, 608 Ao A-613 A-677 
THUMB DRESSING FORCEPS TISSUE FORCEPS 
NUMBER each NUMBER EACH 
ngos Chipme Stainiess ngos Chrome stainiess: 
4%" Serrated points SS 1.15 4%" 1x2 teeth +60 1,50 
"Serrated points go 1.25 A 5" 1x2 teeth 190 1.50 
5%” Serrated ‘so 1.25 Sua" 1x2 teeth 190 1.50 
6” Serrated points — ‘79 «1.50 6” 1x2 teeth +95 1.60 
8” — Serrated points go (1.75 8” «1x2 teeth 1.25 2.25 
10” Serrated points 2.50 10” 1x2 teeth 1.75 2.50 
12” — Serrated points 3.00 A807 
BS” 2x3 teeth 901.50 
sais SPLINTER FORCEPS |. Br Dad teeth 00175 
3%" Plai 6" 2x3 teeth 1.25 1.85 
ae” Plein 8” 2x3teth . 1.50 3.00 
ane 10” 2x3 teeth 175 3.50 
mi) 1.25 sos he 
37... fellcnenteld 1:50 5” 3x4 teeth 1.00 1.75 
4%" Feilchenteld b SMT an Ateeth 125 1188 
Ue Hd nay aH 
1s t e . 6 
wee YY or 3eateetn 4:00 


RECTOR WITH TONGUE TIE 
A678 KING APPROXIMATION FORCEPS GROOVED DIRE 


Adson Tissue Forceps 4%” Str. Serrated 


7 tie 50 
= i sabe RSW, 5y%"" .60 
-— DA | 6” 75 

s* 1. 


Stainless plain $3.75 ea. 

Stainless 1 x 2 teeth $4.00 ea. 

Stainless 2 x 3 teeth $4.50 ea. 
= 

Brown Adson S.S. $5.75 es. 

Tissue Forceps 43%" 7 x 7 Teeth 


MAYO TISSUE FORCEPS 
4” 8x9 teeth—Sklar S.S. 


1.28 
= oD STEGLITZ UNIVERSAL 
' FRAGMENT FORCEP 
Russi RUSSIAN TISSUE FORCEPS 
6" Chrome $2.00 Angled-or straight design, unobstructed 
6" SS. 3.00 removal of splinters. Stainless. Each $5.75 
8” S.S. 4,00 
10" S.S. 4.50 


\) 5” Sterling Silver 


ne” PROBE 


.25 each $2.50 dozen 
NUGENT UTILITY FORCEPS 


Smooth Jaw, 414” Angular 
Stainless — .00 ea. 


CARMALT SPLINTER 
FORCEPS 


Ps 
4¥2" Straight or Curved 
SS. $1.50 


COLLEGE PLIERS 
Smooth & Serrated Tips { 
10.80 doz. 


Stainless 1,00 ea. 


A678 


A-680 A-68) 
TISSUE FORCEPS EACH 

NUMBER Chrome Stainiess 
sees 5’ 4x Steeth 1.25 2,00 
SM’ 4x Steeth 1.35 215 

6" 4xSteeth 1.40 225 

10” 4x 5 teeth 4.00 

EAR FORCEPS 
NUMBER EACH 

Chrome -S 8 

AGBO 512” Wilde's 80 2,00 


ABI 544" Lucae's 


PEET FRAGMENT 


Forceps, 4%", 
double curve, 4 


200 
eS 
delicate, Y 


4.75 ea. ‘a 
een} —_ a 
60 0a. 


Grooved Director & Aneurism Needle 


STERILIZER FORCEPS—DAVIS 
NUMBER EACH 
agit Chrome SS. 

6” Hypo Sterilizer Forceps 1.50 2.00 
10” Hypo Sterilizer Forceps 2.25 3.95 


=e... 
SS a 
GRAEFE FIXATION FORCEPS 
Stainless Steel 
with Catch $5.25 
Plain — No catch — 5.00 ea. 


_———_—— 


Chrome 8.8. 
Gross Ear Hook and Spoon 15 1.25 


VIRTUS ROOT 
SPLINTER FORCEPS 
6 
Stainless $5.75 ea. 


| Stainless $5.75. 
—————EE— 
a= 

, EVE DRESSING FORCEPS 

C= 


Delicate, Serrated, Straight, 
Half-Curved, Full-Curved 
Stainless 3.00 ea. 

——*- 


IRIS FORCEPS 1x2 TEETH 
Straight, Half-Curved, Full-Curved 
Stainless 3.50 ea. 
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Fixation Pins—use pins up te 5/32” 


200 Nail Nipper, concave jaw, 4%”, chrome plated 


205 Nail Nipper, concave jaw, 444"’, barrel Spring, chrome plated 

207 Nail Nioper, concave jaw, 5'"", barrel Spring, chrome plated 

210 Nail Nipper, concave jaw, 514", double spring, heavy duty, chrome 
Stainless steel 7.50 

5] 245 Cuticle Nipper, 4, plier handle, chrome plated 


250 Tissue Nipper, 4¥4 
251 Tissue Nipper, 5” 
260 Ingrown Nail Splitting Scissors, 6", stainless steel 
6.75 |1030 Ingrown Nail Pulling Forceps, chrome plated 


215 Nail Nipper, concave, angular jaw, 5!4"", chrome plated 
220 Nail Splitter, flat jaw, ring handle, 4”, chrome plated 


225 Nail Sptitter, flat jaw, plier handle, 44", chrome 
stainless steel 

226 Nail Splitter, flat jaw, plier handle, 5’, chrome 

stainless steel 


GOVERNMENT SURPLUS 
ADJUSTABLE ROGER-ANDERSON STANDARD FIXATION SPLINTS — 


All rust proof metal — Make your own splints from our large stock of brand new war surplus 


MFG. TOWER CO. 


Large .. 18.75 'ea.. 
Standard . 15.75 ea. 
Small . 15.50 ea. 


Above splints are supplied 
with 4 fixation pins. 


LARGE SIZE SPLINTS 


Ea Doz 

Fixation Reds 5/16” diameter 
long reds 14” or 9” i Je 7.70 
shert reds 7” or 4¥%2” 8 5.50 
Double clamps 2.90 27.59 
Single clamps. ane . 1.65 16.96 


|. (4) 


240 Cuticle Nipper, 


\ 6 a 


Popular splint style shown 


1 long and 2 short fixation rods. 
2 double and 4 single clamps, 4 fixation pins. 
MEDIUM SIZE SPLINTS 


Single clamps 
Fixation Pins—use pins up te 3/32” diam. (4) 


227 Nail Splitter and Bone Cutting Forceps, flat jaw, plier handle, chrome 
ion 6", stainl 
230 Nail Splitter, it Hy Anvil Patter, 5'’, stainless steel eae 
"", delicate, ring handle, chrome plated 


241 Cuticle Nipper, a delicate, ring handle, chrome plated 


Stainless steel 


lier handle, chrome plated 


e 
FIXATION PINS 
STAINLESS STEEL 


One End 
Pointed 
each 
4'" x 3/32'' Diameter +35 
5" x 1/8" Diameter 40 


6" x 1/8" Diameter 40 
7" x 11/16" Diameter 30 
7°" x .080"' Diameter 140 
8" x 5/32" Diameter 50 
10" x 3/32" Diameter 155 
10°’ x 1/8"' Diometer 255 
10" x 5/32" Diameter 165 


SMALL SIZE SPLINTS —| 
(Mandible Fractures) Ea: Ger: 


Fixation Reds Yo" diameter 


long rods 6", 5° 4%” 30 2.70) 12" x 3/16’’ Diameter -80 
short reds 3 25 2.50] 12'' x 1/4" Diameter 1,25 
Double clamps 


W160 80" CS 3/32" 


Single clamps 


Fixation Pins—use pins up te 080 diameter (4) 


BONE RONGEURS 


-HARTMANN OR BANE 
544” and 7”, chrome. 


—— 


A HORSLEY Bone Rongeurs 
Mfg. Sklar, 542”, 7”, 10”, chrome. 


————— 


— SB 


Bone Crushing Forceps Horsley Rongeur 
powerful 2” long jaws are concave 
inside to hold objects up to 314” dia. 


1350 Ruskin Bone Splitting Forceps, 7’, 
straight, delicate jaws, stainless steel 29.50 


— <a 


1350A Ruskin Bone Splitting Rongeur — Cup Jaw 


Xx 
J, XK By 
V AG 

C4 S 


KERRIGON RONGEUR ~ 


SYSLIURENOOM 
SRSASSSRRB 


2 
a 


Small, Med., Large 


4%'' Chrome......05 2.75 ea. 
5%4'' Chrome... +22 oe 3.00 ea. 
5%"’ Heavy Duty..... 4.50 ea. 


ADSON DURA HOOK 
Stainless 8° $2.50 ca, 


BONE CUTTING 


Used-as Plaster Trimmer 


Stainless Steel 


(O sO mie © # CO ) 


MEAD BONE HAMMER 
with fiber heads — 5.75 each 


extra fiber facingsfor mead hammer 
.75 pair 


LANGENBECK Narrow — $2.50 ea. 
PERIOSTAL ELEVATOR Wide — $3.50 ea 
Stainless 


VOLKMAN Bone Curettes 
Double Ended, oval and round 


8” $2.00 


Periosteal Elevator 
ports ended, sharp. $2.00 


a SAYRI 
Stainless 614”, 


nce bronze ba: 
HEAVY CHROME pound bronze base 


BONE HAMMER 2 pound bronze base g 
eee ee ee ee eee nn een cn eee EE 


Plain Rasp and Elevator 


STAINLESS STEEL SERAFINES 


BUCKS MASTOID CURETTES 
Sizes 1, 2,3, 4,566 


aap 


ith 3 Drill Pts. 
FINGER NAIL DRILL 


$2.00 


Gouges $2.50 each 
bsp 6814 mm } 
‘STAINLESS 
Chisels Osteotomes 
612-18 2 prong y 350 


5- 6-12-18 


3 cong Ww 375 
aprong ™ 250 
5 prong mm 4.50 


6 pron, 
ald ey 4.50 


Chisels, Osteotomes, Gouges 
6%" 
U.S. ARMY pattern. 


RNS 


el ball Chrome Stainless 


105  WEITLANDERS RETRACTOR, 512” % 475 = 14.50 
4 } Rao VOLKMAN'S RETRACTOR, 842” sharp or blunt 


( jicture) 4 pron, ee 2.50 
7 : R-113 SENNS RAKE RETRACTOR, double ended, 3 
prong, 6") 92" Wide)... 2..secernee 3.00 
u R117 JANSEN RETRACTOR, Self retaining, screw 19s 
Bet, We Scwnewewn. ee ee . 
; ted 96" 
Si SherE, 28 B40 R120 CRILE RETRACTOR, double ended, 442”—¥2" ; 
L sera — Wh", Mx%" blades 41 
2 Prong — $3.50 R-124  ALM-Minor Surgery Retractor, self retaining, a5 | 
3 Prong — $3.00 delicate, stainless steel * 7 Kk 
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SPECIAL 
PURCHASE 
MAKES THIS 
SALE POSSIBLE! 


TREMENDOUS 
SAVINGS 
UP TO 604 


FOR QUANTITY PRICES 


SIZES MAY BE ASSORTED 
ON 3 DOZ. OR MORE 


PRICE PER DOZEN 


Doz. 6 Doz. 


3 


Metal or Glass 


Gross 


2cc Glass Tip 


Ml 2cc Metal Tip 


See Eccentric Glass Tip 


1 Oce Glass Tip_ 


1 Oce Luer Lok or Metal Tip 


20ce Glass Tip _ 


20cc Luer Lok or Metal Tip 


IMPORTED = 
INTERCHANGEABLE SYRINGES 


Glass Tip 
Ea. Doz. 
2cc 15 6.50 
See 100 «11.50 
10cc 1.75 = 18.50 
20ce 2.00 = 20.50 
30cc 250 27.00 
50cc 3.50 36.00 
Luer Lok or Metal Tip 
Ea. Doz. 
2cc 1.00 10.50 
Sec 1.25 14.00 
10ce 2.00 21.00 
20cc 25 25.00 
30cc 00 33.00 
INTERCHANGEABLE 
Insulin tec 
20/40 or 40/80 Short 
1.00 ea, — 11.50 doz. 
20/40 or 40/80 Long 
1.50 ea, — 16.50 doz. 


UNBREAKABLE NYLON 2cce 


SYRINGE 
Leakproof — Interchange- Sec 
able - Autoclave SESI ond 10ce 
ATLAS 


ice 
ALL NYLON SYRINGES 50ce 


ALL NYLON HAND SCRUBS 
Will Outlast Bristle Brushes 


16 Rows x 7 Rows of Tufts 
Size 4%" x 1%," 
90¢ each 


, $10.00 doz. 3 doz. $27.00 


ARISTA BRAND — REGULAR STOCK 
STAINLESS STEEL 


HYPODERMIC NEEDLES 


FINEST 


IPRESSURE-CONTROI 


QUALITY—Fits All Syringes 
1 Dozen to Box 


75c 


doz. 
h%1, We, 1% $7.50 
4, h,%, 1, 1%, 1, 1%, 2 EPOSs 


% 4, %,%, 11%, 1% 


SYRINGES 
Rraduated 


4, %,1,V%, Wh, Wh, 2,3 
%,%,1, 1%, VW, 2, 2% 

yh 1, VA, V4, 1%,2,2%,3 doz. 
1 UAV, V4, 2,2%,3 $9.00 
4%, 1%, 1%, 2,2% ‘gross 
11%, 14, 22%43 
11%, 2,3 


HYPODERMIC DISPOSABLE NEEDLES 


SPECIALS 
All Brand New 
Finest Quality 18 x 
Regular Stocks 19 x 
) 19 x 

19 x 


©® UNBREAKABLE @ LIGHTWEIGHT 23 x 


NYLON BAC! 


K 24x 


NYLON BRISTLES (Du Pont) 
ROUNDED CORNERS 
CORRUGATED SURFACES 


ASSURES NON SLIP GRIP 
CAN BE STERILIZED 


IMPORTED HYPODERMIC SYRINGES 
FINEST QUALITY 


GLASS TIP luer Lok or Metal Tip 
ea, = doz. ea. = doz. 
2cc 50 5.50 2cc 15 7.50 
Sec 15 7.50 See 1.00 10.00 
10cc 1.25 13.50 | 10cc 1.50 16.00 

Ice Tuber- Icc Tuber- 
culin 1.25 13.50 culin 1.75 18.00 
20ce 1.25 13.50 | 20cc 1,75 18.00 
30cc 1.75 18.00 | 30cc 2.25 24.00 
50ce 2.25 24.00 | 50cc 4.00 45.00 
100ce 3.00 30.00 | 100cc 5.75 60.00 

INSULIN: Ice 

20/40 or 40/80 Short 

T5ea. — 8.50 doz. 

20/40 or 40/80 Long 

1.00 ea. — 11.50 doz. 
Nylon Nylon Metal = Metal 

Plain Iver tip Luer lock Tip —_ Luer lock 

2.70 2.80 2.85 3.00 
3.20 3.30 3.35 3.50 
4.00 4.10 4.15 4.30 
4.70 4.80 4.85 5.00 
7.50 7.75 7.75 


“O" Rings—.10c ea. - $1.50 doz. 
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SYRINGE AND NEEDLE 


Precision mode brass turnings for 


chrome-plated to withstand long wear and continued auto- 


claving. Description 


1 Hose End for 1/4" I.D. Tubing F. 
Slip to Male Luer Sli 


Male Luer Lock to 1/8’ 1.D. Tub 
Female Luer Lock to 1/16" 1.0. 


Female Luer Lock to Closed End 
Female Record Slip to Male Luer 


CONAWAwWN 


Luer Slip 


3 


Bore (Transfusion) 


STOPCOCKS 


e Hospital and industrial types. 


© Precision-made, hand-turned for extreme accuracy and fit. 
e Extra-heavy chrome-plated on brass. 


11 Three way—Ayres—female Luer to male Luer, 

side orm, female Luer, right side 3.00 
12 One way—femole Luer to male Luer 2.50 
13 One way-hose ends for 1/16" I.D, Tubing 


STERILE 


$2.75 per 100 
$25.00 per 1000 


Mole Luer Slip to 1/8" 1.D. Tubing 


Female Luer Lock to 1/8" 1.D, Tubing 
Male Metal Luer Plug to Fit Female Luer Slip 74.50 doz. 


Lorge Female Luer Slip to Standard Male Be 
Male Luer Slip to 1/8” 1.D. Tubing, Lorge 


— 100 to Box 
Stainless Steel—Finest Quality 
Available in following sizes 
NON STERILE 
% Wx 3x1 
1 18x 23x % 
% 9x1 23x % 
2 9xIh 2x 
% x2 24 x% 
Ye 2x1 24x 
22x1% 25x1 


$2.00 per 100 
$18.00 per 1000 


ADAPTORS 


perfect fit, Heavily 


emale Luer 


as +40 each 


Tubing 
Slip May 5 


BD Observation Tubes #420ST — 4.00 dz. 


BD #470 Automatic Double Valve 


$4.50 


SYRINGES & NEEDLES 


SPECIALS ON ALL ITEMS 


SENT SUBJECT TO YOUR APPROVAL 


ARISTA BRAND — REGULAR STOCK 


STAINLESS STEEL 
HYPODERMIC NEEDLES 


© Selected Stainless Stee! Construction © Square Finger Grip Hub 
© Seamless Stee! Tubing Cannula © Resistant to Staining and Corrosion 
© Gauges Stamped on Hubs © Points Hand Finished and Honed 
dozen fe 
00 0.50 


27G6x %, %, ¥%2, 

26Gx 4, %, ¥%2, 10.50 
256x %, %, %, 10.50 
24Gx %, %, %, 11.50 
236x ¥2, %, %, 11.50 
226x ¥2, %, 1,1 13.50 
216x%,1,1%, 13.50 
206x%,1,1%, 13.50 
22to20G2 ....... 16.50 
19Gx1,1%, 1%, 18.00 
18Gx21,1%,2 . 18.00 
17Gx %,1,1% 21.00 
16 Gx ¥2, 1,1%, 21.00 
156x %, 1, 1%, 21.00 
eens ue 

x%, 1,1%, f 

inex %,1,1¥%, 30.00 


| 


OPERATING KNIVES 


A— 1°, 144" or 2° Blade, straight 
B — Curved, Sharp Point 
 — Straight or Curved, -Blunt poin 
issecting Needle, Blunt ..... 
~E— Dissecting Tenaculum, Shar; 
F —Bistoury Str., 1%” narrow blade 
G—Tenotome Knife... 
e Knife, Plain Handle 
and Post Mortem Knife, 


2 oz. 5.75 
3 oz. 6.75 


fg jJust press down and turn clockwise 

Eosier ond faster than forceps 

Completely locks needle to syringe 
INJECT-TAINER WITH COVER 


$7.75 


easy on, easy off... 
with 


LUER-LOK tip 
PLASTIPAK , 


ay Se RACE 


SYRINGE AND NEEDLE COMBINATION OR SYRINGE ONLY— 
Trouble-free injection and aspiration assured by LUER-LOK tip. 
Sure, positive needle attachment—quick, easy detachment. 
PLASTIPAK syringe, supplied with or without needle, offers; 
assured sterility, more patient comfort, avoidance of cross 
infection and quality performance. 


PLASTIPAK (plastic syringe) 
H802/DN—2¥ecc. Syringe and Needle 
256 %"; 236 1"; 226 


100 500 
$8.40 per C 8,07 per C 


1”, 1%"; 216 1", 1%", 


1M & Over 
$74.60 per M 


5.50-100  48.90-—1,000 


H802S—2¥ce, ‘Syringe only . ee 
H805/DN—Scc. Syringe and Needle 
226 1°, 1%"; 216 1", 


144"; 206 1", 1%" ..... 7,65-50 14.70-100 
H805/S—Scc. Syringe only... 4,90-50 8.75-100 
H810/DN—10cc. ‘Syringe and Ne 

Te 200 1 iw !-7.90-50  14,20-100 
H810/S—10cc. Syringe only 5.20—50 10,00—100 
H820/S—20cc. Syringe only . 7.38-25  28.28-100 
H830/S—30cc. Syringe only 8,33-25  32,00-100 
H850/S—S0cc. Syringe only ... 12,15-25 46.68—100 
H852/C—2 oz. Catheter Syringe 

ce cetera 12,15-25 46.68-100 


H804/DN tuberculin 1 cc. Syringe with 25 x 5/8 
or 26 x 3/8 needle 


H804/S tuberculin 1 cc. syringe only 
H848/DN insulin .. 1 cc. syringe U 40/80, 
26 xh 


12,00-100 88.00M 
7,60-100 57,80M 


11.30-100 91,60M 


DISPOSABLE NEEDLES ONLY — B-D 
26 x", %", 25 x %" 

23, 22, 21, 20x17, 23x %”...... 4.88 per C 
22, 21, 20, 18x 1%", 212 1%" 


31,00 per M 
Disposable Swab. Supplied in - 
strips of 5, in boxes of 100 Per 100 $1.38 


BD-PLASTI-PAK 


2% cc Disposable Syringe & Needle Combination 
NO. P802DN -PLAIN TIP 
With Needle Sizes 


25 x 5/8 SPECIAL 
23x 1 Clearance 
22 x 1% Price 
22 x He 6.50 per c 
x. z r 
pate S250 pe THESE SIZES 
20x 1 ONLY 
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STAINLESS 


SURGEONS NEEDLES 
Packed 6 to Package 
% Circle 


STERILON PENTOTHAL OR 
EXTENSION TUBE eect 
Entire set, fluid pathway and adapters are ; 
sterile and non-pyrogenic, ready for use, for 


** 
intravenous administration of anesthetics. 2 
Conservative but steady flow is assured by | 2 
small lumen. Luer adapters at each end are 
designed to fit any two pieces of equipment. 3 
P-10 Sterile plastic pentothal fA 


or extension tube 30” long With metal threaded hub for sure fit. In plastic wrench type sure sealed ia 
Bie: container. 5 needles in Strip-seal pack. 100 needles per box. (AN ae eareninal MURPHY INTESTINAL 
| : ile Di shri A oo Ye Circle Tapered Point 4 
case of 50 $12.00 ROCKET Brand Sterile Disposable Dental Needles bring to the Dental Profession a s 4 
| teed, backed by years of experience in the manufacture of needles for the Medical (oN |__ Artal sien stony SE = 
: tofession. 
J INTESTINAL NEEDLES — STRAIGHT f-N 
by, ‘ z ‘ - e ee 
| XYLOCAINE 2% The same high standards of material and the same perfection of manufacturing a» 2+ fous 
with Epinephrine procedures and know-how which have given ROCKET Needles its position in the | Mavo CATOUT —_——— 
1:50,000 1:100,000. Also available Medical Profession are maintained in ROCKET Dental Needles. / wy i Wi ¥%e Circle Trocar Point Fine taper point 144”, 1%", 2%" ..... 1.00 doz. ee 1 > aatcleite some 4 iow 
without Epinephrine. Specify. In addition, specific improvements and details recommended by the Dental Pro- Et Or Taper Mayo taper point 114", 2%" .. 1.00 doz. 
an fession are incorporated in ROCKET Dental Needles. / I $1.00 002. KEITH ABDOMINAL ( 8 \ SON 
100 Cartridges 8.25 ; ‘ ; . Straight triangular point ? | 4 av 
500 Cartridges $40.00 ° ee oe gg ground micro honed point for sharpest and most Seige ore a a TN necu.an suRcEON's 2 
1000 Cartrid ' f : : : $1.50 doz. ing Edge a: 
Prete $79.50 e DRAG-FREE — F.D.A. approved silicone coating completely eliminates ‘‘drag”’ $1.25 Doz, 28 
in insertion and removal. 
e METAL HUBS - threaded — assures perfect centering - positive fit — secure hold 
COLOR CODED — in accordance with standard color codes for the sizes involved. 
RIGID POLYETHYLENE CONTAINER - each needle individually packed, cover 
heat sealed to body assures absolute retention of sterility. Internal rib design 
of container provides a positive hold for hub which makes threading on to cd 
RANTAciWiew Thinlavonts syringe cartridge secure and positive. ° 
e STRIP SEAL MOUNT — a patented feature which not only provides a second y 
BaBl2. Warn At Blower ane, one ae Ee assurance of closure seal for further sterility assyrance, but also serves as a EN 
- Warm Air Points Onl i convenient 5 unit pack. 
D-1810 Warm Air Points Only 1.25 ea. 5 p SHORT OR LONG YOUR LOW COSTS (-—~ 
100 5001000 FISH HOOK TYPE VN 
| 2 GAUGE $4.50 $21.00 $35.50 CUTTING EDGE (a 
2 GAUGE 5.10 22.50 39.75 a [pm\ 
30° GAUGE 5.75 27-50 47.00 doz. Stainless ~ 
‘ 9 
WU Z:AHM impeniat. canrmive syrinces ‘ze alienate: _ 
0-1641 Imperial Cartridge Syringe 2% cc. (regular) .4.75 ea. i FI 
eTPATAWstEN) Einlis DIGHIA. aparial Cartridge’ Syttos 2 co ee eA 75 ca, al Curved Gating Edge Vp Cirele Cutting Edge 
The Moffat Water Syringe is a light weight, well-balanced IMPERIAL CARTRIDGE NEEDLES Sizes 1 to 22 $1.25 doz. 
instrument with a very resilient and durable spherical No. D-1670 — Per Dozen x TERI 
rubber bulb. RANFAC CHIP BLOWER Gauge 1 1%" 1%" 1%" why IDEAL syringes are the wor 
| 0-1868 Moffatt Water Syringe with Curved Point 3.75 ©% |’ p 1849 Ranfac Chip Blower Complete 1.50 ea. 28 $1.75 $1.90 $2.25 $2.25 * tatelong indaliie) scale 
| D-1871 Moffatt Water Syringe, Bulbs +75 ea.| 0.1812 Chip Blower Bulbs . 60 ea. Hf HG 1 4 ey z pee et . IDEAL HYPO SYRINGE 
C1815: {Gilp: Braver Toiets ORY eran TO a 23 115 125 150 ‘150 i) Strate accurate: tn Mfg. by Ideal 
| ce LANE’S CLEFT ——_LANE’S CLEFT 2 Sethe anesng ‘ sini a 
|’ - i © Easy to read Ge tons 
Ne ey PALATE'NEEDLE PALATE NEEDLE S naw rnuaing 
f Se ’ a % Circle =) Pee, lack glaes ‘or matel tip, 2 fer $2.00, 
Cutting Edge Cutting Edge = Scc IDEAL 2 
lf veal self ting Parr! realy orame FERGUSON nat Seiles $1.50 per:dozen $1.50 per Geen = lueriicckaises or we e ited 
| 5 isassem Ye Circle, Taper Point, 1. = lock, glass or metal tip, $2.00 ea. 
; I ae ge et 6.50 e.| RANFAC ABSCESS. SYRINGES Rel te a gable miepror:metet ip 
= 2 Points 1,25 ea. : = luer tock, glass or metal tip, $2.00 ea. 
} —— 4%" $ CARTRIDGE SYRINGE — IMPERIAL NO. 3 No. LAS 5 ce Ranfac Luer Abscess Syringe com- THE ARISTA BRUSHES = a0ce err cat 
| A 5 . | plete with Stainless Steel Curved Abscess Points IN ONE The only brush that is spe- 50cc IDEAL ; 
fg The Imperial No. 3 is a high pressure anesthesia 28 G. 3.00 HYPO-BRUSH cifically designed to tho- glass tip. plain or eccentric $3.00 ea. 
A syringe of the displacement type. This, syringe 2 evaees a iCisees Benes Toughly clean Hypodermic just locks $5.25 ea. 
has a patented cartridge packing which allows LUER ABSCESS POINTS 3 —Claans Luer Tips Syringes and Needles om tooce IDEAL 
the Dentist to repack his syringe very easily. . ; ‘ am, reat vesthed) ot) atariite 1 aise vie glass — $4.00 ea. 
The Imperial No. 3 has the Ranfac design crutch | No. LAC Stainless Abscess Points Straight or Wa - Syringes pall wced 1.50 eo 14.00 dez. LUER LOCK [Ger iocke eccentric tip, $4.00 ea. 
handle which facilitates high pressure injection. Curved. 1.25-ea. en. Greatly reduces Insulin, Short 20/40 or 40/80 Glass Tip 
ay leaning cesta! 2 for $2.00 
No, No. LACS Silver Abscess Irrigating Point 19 G el ; $2. 
D-1656 Imperial No. 3 (30 min.), Wrench and Curved. 1,25 ea. Ice IDEAL Insulin, yep or 40 80 Glass Tip 
@ Extra Cartridge Packings. _____ 4.75 ea. 
31 
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SURGEONS BLADES SENT SUBJECT TO YOUR APPROVAL 


BARD PARKER BLADES 


Numbers 10, 11, 12 and 15 fit Sizes ] 
s 1 4 
B-P Handles Numbers 3, 3L,3LA, “i 25° PS UDB 2 530 as 


5,7, and 9. 
BARD PARKER HANDLES 


Numbers 20, 21, 22, 23, 24 and wees tees 2.40 ea. 


25 fit B-P Handles Numbers 4, ce x 2,30 'ea- 
AL and 6. : knee ei moe 
ory © iehekwl a yolenks! a6 Tetley oii6iin 60 ea. 

Nos. 3L - 4L-8%"" Long Handles 


for deep surgery -..+++++e% 3.80 ea. 
Nos. 3LA - 4LA—Angled. 
5 STERILE BLADES Sizes 
Individually wrapped - Baid Parker 1.75 doz. 
19.50 gross 


BLOOD PRESSURE MACHINES 


DIAGNOSTIC EQUIPMENT 
STANDARD BRANDS — REGULAR STOCK — FACTORY FRESH 
EACH UNIT CARRIES A 10 YR. GUARANTEE 
ALL REPLACEMENT PARTS IN STOCK 
SPHYGMOMANOMETERS 


ACCESSORIES 


BULB 
VALVES 
BAGS 
x SLEEVES (Wrap) 
Aneroid Sphygmonometer SLEEVES (Hook) 2.50 
~ complete with hook cuff. SLEEVES (VELCRO) -Self Adhering4,75 


Special (while supply lasts) 
és 


$9.75 ea. 
One Hand Palm Model Aneroid, 27.50 ee 
with Velcro Cuff $12.50 Hook-on or Velcro Cuff — (Imported) eae some oe Cuff 


Special Offering! 


BARD PARKER BLADES 


- Tyces #5090 Aneroid—Hook or Velcro Baum-Manometer-Mercurial Standard (300mm! 52.50 Percussion Hammer, Tayler, Pin & Brush 2.50 
STERILE-STAINLESS STEEL Size: 21 & 23 only : Self oo Ce te 53.50 Se eer ec eeen ay 4 Serer riKE: wrnaleat od poste case/17.98 
3 Dozen to Pkge. — Gross to Box ielare Col PR eu, 53.50 Baum-Manometer-Mercurial Wall Model 41.50 Tuning Fork C126—Adams Student Quality 2.00 ea. 
Bssu-Manometer Mercia Kompak (260mm) «49.80 Percussion Hammer, Tayler 1.25 = Ri cre Atay Mag. aa 
i I .! a. 
Our Price $1.25 per dozen 
vi (1 gross $14.00 per gr.) (5 gross $13.50 ) LITTMAN STETHOSCOPE LITTMAN STETHOSCOPE PRICES 
B-P SURGICAL KNI ! ee hata ele Item Description. Price Each 
role NIFE HANDLES (10 gross $12.50 per gr.) (25 gross $11.50 per gr. Regvier Stethescebe 1350 
ese handles are precision tested to ensure exact fit with every B-P surgical blad Fediptric’ syevhassope ; 
Distal ends are tapered and beveled for use in blunt icciian aad pt og e: noes, A cis reper *3 
contoured to fit the surgeon's hand comfortably. Nos. 3, 4 and 7... for general ASR BLADES Edrrips 29/64" die. ele 48 
surgery. Nos. 3L and 4L. . for deep surgery. Extra long — measure 8-3/8" exclusive Non-Sterile AVAILABLE Eortips ¥2" dia. — pair -48 
of Blane, No. 3LA . . . specially angled to facilitate access to difficult surgical objectives doz. gre ALL SIZES Earipe 97" dior per 32 
wil fener manipulative control. Nos. 5 and 6 ... for postmortem work, trim- 1.35 13.60 A FORD-BOWLES Combination Stethoscope Pediatric Rubber adapters 1.25 
ming light plaster casts, etc., these strong, plastic laboratory handles fit the palm snugly in single or double outlet 4.75 ea | Precisely fabricated of stainless s Nurses Littman Stethoscope 
and permita firm grip. No.9. . . foreye surgery, or wherever delicate instrumentation STERILE B FORD Bell Stethoscope 2.75 e0. |: plastic ond tygon, with @ compl in 5 colors 12.50 
is required. € BOWLES Diaphragm Stethoscope 3.75 ec. | new, streamlined binoural $19.50 ea. Big vorears iam oslaretsiiver 
$1.75 Doz. — 18.00 Gross ‘D THREE HEAD CHANGE 6.75 ea For Gold Plated $21.50 ? : z 


OPERATING KNIVES ‘i = E ELECTRONIC 

CHROME = STAINLESS New Fleischer DUO-SONIC stethoscope 
-- Bai arker 

1.50ea, 2.50 eo | SPECIAL COLOR CODING TO PREVENT LOSS OR MISPLACEMENT 

\ TONSIL NEEDLE Comes in five colors — different colors can be assigned to each 


ARISTA RECHARGEABL 
S STETHOSCOPE 


scientifically designed 
ear tips fit better, 
block out room noise, 
and are more 
comfortable 


¥ i ¥ floor, department, or personnel category (interns, nurses, etc.) 
B-D Tonsil needle, cannula full length of extension, Curved 23G-14" .... .50 ea. 4.50 doz. so that “lost” instruments can be returned to proper owners. 


B-D Tonsil Needle, cannula full length of extension. Straight, 23-G-34” . .50 ea. 4.50 doz. gray, blue, green, black and tan colors. 


raised diaphragm for 
more sensitive acoustic 


red tubing pickup 


intensifies sound’ 
transmission 


Regular Price 
$250 ! 


internal switch 


mechanism facilitates 
handling 


Ss : nonchill bell ring for . 
aia ee oe = ae Te With Rechargeable battery. It last 14 Hours in 
All metal, for loosening stuck syringes. May be : = Se ae — continuous use. Full charge — 8 hours — no 


used with any luer tip or lock type glass syringe. -25 each harm’ from ayer charging. 


19,50 perc Nee Ra ; 
$4.50 ea. ‘ we ER-SCOPE” Amplification of heart beating sound about 
3 RING SANA-LOK Control Syringes, Becton, Dickinson ARISTA NEW FEATH 10000 times. 


. d (Metal Plunger) IDEAL ASEPTIC \ Distinctly amplifies heart and breath sounds 
F oe hy inl/5ce POCKET SYRINGE CASE Complete with a 2cc B.D. e 8.75 ea- through the clothing. 
5 ec in]/Sec Glass or Metal Tip Syringe . i i 

Chromium Plated Powerful microphone produces consistently 
KAUFMAN 2cc Luer Lok ‘ and Leakproof Seaeiee: flat response throughout the entire range of 


Mfg. Becton-Dickenson __a<eaer audible sound in the chest cavity. 
GOVT. SURPLUS g = A ee Ww, Another First by BARD-PARKER .. . 1 Year Guarantee Our Price $69.50 


SPECIAL ae to i TTA = : eee ae i 
2 2 3 i oe . Ani tant feature of practical clinical value: Application of varying pressure of the 
Spee: \ $1.25 each e ansmtamanbaaaea | il PAN aiuehrea oaainet the chest wall permits the examiner to pick up murmurs of different 
: ; jes in the low and high ranges. 
SYRINGE 12.00 NEW IMPROVED B-P #3 METRIC HANDLE — $2. fraquenciesiings J 
: = — 2 DEE 52-40) @2:Less/18 Xie Bey. Maen: The “FEATHER-SCOPE”’ chestpiece is of single-unit construction attached to an air- 
— —— tight rotating stem. only $8.75 ea. 
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NEW SELF-LOCKING DIAL HEADBAND SOE: SES 
e INTERCHANGEABLE LENS PLATES 
e TILTS UPWARD, WHEN NOT IN USE 
¢ THICK FOAM-RUBBER FOR COOL COMFORT 
MARK II MAGNI-FOCUSER w, REGULAR MODELS 


lorking 


Distance Power Price 
4” 1% $14.95 
8" 2% 14.95 2150 ek 
6” 2y 14.95 INHALER REBREATHING BAG GUEDEL RUBBER AIRWAYS 
4 3% 17.50 Five liter capacity Small or large 
$4.50 ea. $1.50 ea. 


PELTON CRANE CLEANERS 


Pel-Toner—Sterilizer cleaner, removes 
scale, salt and sedimentary deposits in 
sterilizer, 

Item Description Price 
Sterilizer Cleaner 4-4 oz. packets $4.50 


AUXILIARY LENS MODELS 
lorking Power 
Working Distance with with 
No. Distance Aux.Lens Aux. Lens Price 


13 14" > . Autoclave Cleaner Bottle 
4 4 4% = $19.95 
15 3” 3” 
Oo © ee 4% 19.95 
6 a 5% 19.95 


PLEASE SPECIFY ‘MARK II"? WHEN ORDERING. 
Nos. 13,15, 17 have an auxiliary lens attachment 
which provides additional magnification for one eye only. 


Now — rapid, effective, 
chairside sterilization with 
ESQUIRE MULTI-PURPOSE 

HOT-BEAD STERILIZER 


MODEL #612-HS $139.50 

(Less Stand) Inside dimen- 

Sons 120 4 127. Liquid 

¢ i 

BOTH OPERATE ON 110 

VOLTS AC ONLY. tal 

Voltages on Application. 

© Delivers dry sterile 
dressings 

© 45 minutes tor complete 


sterilization 1 
— 


$47.00 “2 NSS ES 


see $33,00 
ulocione is availabe 


for'both 0003. ne 


HEAD MIRRO 
ee GRAHAM FIELD\WATER RECTIFIER 
$2.50 rare 


Removes particles and 
salts from the water 
and precipitates them 
to the bottom of the 


vessel for easy clea Size 
PENBERTHY ASPIRATOR out. No rust or scale Recular 
with flexible flow canitermielthen through Hospital 
oxy gen-accelerated, Ld 

$9.75 acid or alkaline-induced A 

action. Regular size Price 

for 8 quarts of water ‘ach 

and hospital size for $2.20 

== 30 quarts of water. 4.40 


there are now 2 new Pelton & Crane _- FOR BOTH STEAM AND DRY STERILIZATION , 


O/MIIN i-CL AVES UNIFORM EASE OF OPERATION 


1S COMMON TO BOTH... 


MODEL OCR MODEL OCM 
rr = " PudioO NEWEST THE ORIGINAL 
1. 1434x1720; (1) Overall size: 1214x15x161%" 
esse (2) Chamber size: 9x18"... holding (2) Chamber size: ss Pair 
up to 3 trays, the largest 84% up to 3 trays, the largest 614 
x2%x1714" instruments x%xl3 instruments up to 
up to 17” lon wide 13" wide 
{3) Reaches pressure in 12 minutes (3) Reaches pressure in 10 minutes 
from cold start; less than 5 from cold start; less than 4 
minutes on successive cycles minutes on successive cycles | 
(4) Built-in drying cycle: 4-6 min, (4) Built-in drying cycle: 3-5 min. 
Model OCM .. SEND FOR 
Model OCR SPECIAL PRICES 
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. WITH ATTACHED KEY RING 
as Ideal for decters, businessmen, chefs, housewives, 
(B)-4¢ atc. Accurately Snes anything from baking cakes 


you need 


the oral 


eSpecially when new hi-speed equipment is 
used can mean tired, strained eyes at the end 
of the day. MAGNI-FOCUSER ‘magnifies 
the field of operation, relieves eyestrain, and 
gives true 3-D perception of depth. Leaves 
both hands free to work. Worn with or with- 
out regular eyeglasses. Normal vision resumed 
by raising head slightly. Weighs only 3 
ounces. Precision ground optical glass. 


Perfect for any desk. 


DENTAL BIRTCHER 


HYFRECATOR 
(NEW MODEL) 


complete 


3D MAGNE-FOCUSER | rss" neces | eam if ee 8 


Constant focusing on your patient's mouth, CARD HOLDERS 


Excellent for gingival 
retraction hemostasis — 
canal sterilization — 
gingivectomies 


$1.25 each 


TRU-TOUCH DISPOSABLE EXAMINATION GLOVE - BD 


Model No. Magnifiec Price 
faba i X-RAY LEAD Contour-molded with exacting fingertip fit sensitive milk white 
2 Lee tines ate a PROTECTIVE vinyl-ideal for any examination procedure; pre-pondered available 


2 14% times at 20” $12.50 
5 2% ti t 10” $12.50 
7 D¥ptimes at 8” $13.50 MOLDED 
10 3¥2 times at 4” $15.00 GLOVE 
Mfg. Picker 
$14.50 
per pair 


ALCONOX 


The World's Finest Detergent 
Proven “Best by Test’ fer ever 25 years! 


tb. 


For Nurses’ Stations, Dectors’ ond 
Dental Offices, Laboratories, etc. 


VITAX HOSPITAL GLASSWARE Dozen 
CONNECTING TUBES STRAIGHT with olive ends 


CONNECTING TUBES 3 IN E with ring cor 
1 


2” 3/8" and 1/4" 


7 SWISS-MADE POCKET SIZE 


REMINDER TIMER 
YOUR PERSONAL ALARM FULLY GUARANTEED 


to public speaking. 


ALCONOX HANDY-PACK 


Dispenser Contoins 50 individual s-or. Packs 


"1 Hr. Timer our price $3.95 2 NOUR TIMER $5.95 


in small, medium or large size. 

Specify Ambi or Rights or Lefts 

Non-Sterile 6.50 per 100 — $5.95 per 100 in case lots of 600 
Sterile 6.25 per 50 — $5.50 per 50 in case lots of 600 


“FEATHERWEIGHT” TRU TOUCH - SM-MED-LGE. 
(250 to Box $13.50) (4 Box to case $49.50 case) 


PLASTIC FILM DISPOSABLE ALL-PURPOSE GLOVES 
Clear plastic; non-sterile available in small, medium or large sizes 


Package of 100 gloves $3,10 


7 SUNDRY ITEMS REGULAR STOCK price 
FINGER COTS (per gross) —Small, Medium and Large .. $ 
—= ETHYL CHLORIDE ite Ohio Chem. 100 % 


lass tube 
mK 


a 


TONGUE DEPRESSERS —. Jr. or Sr. — to 
WOOD APPLICATORS — 72 doz. to box ...... 
COTTON TIPPED APPLICATORS 6” or 3” 1000 to box 1, | 
SILVER NITRATE STICKS (100) ........ fi ] 
RAZOR BLADES- Highest quality blue st 
5 per package | 
x 20 packages (100) .. { 
100 packages (1000) 
LOTION MEDICINE DROPPERS — Str. | 
DISPENSER per dozen 3.75 ] 
wi | 
WALL BRACKET 
ATTACHMENT | 


FOR LIQUID SOAP. Swivel fill... 
vacuum feed valve can not be 
stolen. 4 


J-400 .CR/ GERMICIDE, package of 
three 10 ml. "Snap-Eaze” ampules 

$ 2.75 
Box of 1 doz. ampules $70.00 


Unbreakable Polyethylene each $12.00 
Be a 


PNG SUN Any order — no matter how small or large — will outomatically 
SURGICAL add your name to our mailing list of over 100,000 satisfied 
COMPANY customers — to receive future offerings such as this brochure, 


N hy ise listed i displ it Sh: om in 
67 LEXINGTON AVE. All Merchandise Voie inspected nd purchased 


NEW YORK, N.Y. 10010 Immediate Delivery—All Items in Stock 


4-410 CR! GERMICIDE, in pint can | 
(212) OR 9-3694 35 
| 


DRI-HEET ELIMINATE 


STERILIZERS DANGER OF CROSS INFECTION 


KILL “ts,  *745° 


BACTERIA 


THE SAFE, SIMPLE, ECONOMICAL 
MOISTURE FREE SYSTEM 


DRY HEAT 


FAST POSITIVE re: 


STERILIZATION 
| AUTOCLAVE TAPE: e 
td L OK INDICATOR TAPE 
| High Wet Strength Holding STERILIZED 
for Autoclave Use NEEDLES 
| ; SYRINGES 
110 Volts AC a tare. gaa | INSTRUMENTS 
nit! ee ” per roll 
Ny STAINLESS STEEL too ceive: ates READY. FOR ise IN 4 
TRAYS TO per roll UTES 4 
OKT-3 1” x 60 Yds. $1.44 ‘eee Timer 
FIT verroll | Model No, 652 —-‘Thermostaticully controlled 
(12 rolls per ctns.) “STERAMATIC™ ss 
+9x5x2 OK STERILIZATION BAGS ONLY a iors ate cette 
$5.75 ea. Boyt OK Syringe, Sterilizing A” 2 OY n Ty 


2 ce and 5 cc Syringes 
$7.50 per 1000 (1 M per ctn.) 
‘$6.60 per 6000 (6 M per case), 


* BOK-2 242" x LAN x 8” 
for 16 cc and 20 cc Syringes 


RENWAL Evcceréc 
aan STERILIZERS 


Completely Automatic (Thermostatically Con- 


trolled) $ 5 oO 
+ 9" x 5% x 2!2" Aluminum Tray holds any size 


| syringes up to 100 cc 
| 
| 
| 


Heots up to 350° in only 4 minutes 
Ideal for hospital words, clinics and physicians 
offices 


RENWAL NO. 18 STERILIZER 


7%" long. Doctors find this size 
advantageous to have on hand, 
ready for emergencies. AC only. 
Complete with cord, plug and con- 
trol switch. 


$28.60 


RENWAL NO. 16 STERILIZER 


10” long. Created in response to 
the demand for a larger sterilizer 
at a low price. AC only. Complete 
with cord, plug and controf switch. 


PELTON PORTABLE SUPER-AUTOMATIC MODELS 
INSTRUMENT STERILIZERS The Surcr-Automotic has Fenwal thermostatic 


control which automatically reduces current 
when water starts to boil...'‘Sentry’’ cut-off, 
which switches off all current should boiler 
become dry se. cast-bronze, self-draining 
boiler with rounded corners for easy, clean- 
ing ... non-drip cover «., finished in lustrous 
chrome. Model A-14: 14-Inch sterilizer. 
Boiler, 14" x 5"? x 3-3/8''. Overall, 16/4" 
Riaivae, B: * $122.50 

MODEL: A-16: 16-Inch sterilizer . 
Boiler, 16" x 6" x 414"". Overall, 19" x 
9¥%"" x 9"". Tubular stand available as extra 


equipment. $135.00 


i) | Re 


t| e Compact and light in weight—easily mounted 
| on wall or table. 


} Same handle will accept bot! 
$79.50 set Monopolar and Bipolar Electrodes 
Also accomodates indifferent 
Electrodes. 
Complete-— 


| Includes the, self-contained power unit, cord- 
‘ handle with finger switch control, No. 715A Short 

Angled monopolar and No. 715S Short straight 
monopolar needle electrodes, For 110 volts, 50- 
60 cycle. A.C. 

| | No. 710-13... $79.50 set 

| 

i 

| 


GLASS 
BARRELS 


URETHAL 
SYRINGES 
THERMOMETER HOLDER 


| FLAT OVAL TWIN CASE 
| ane by pheronelét carrying ae is ue ee 
of solid brass, chrome finished. This Ys oz. Cone Tip 25ea. 1 oz. Cath. Ti 85 ea 
node has the caduceus emblem and Ys oz. Cone Tip 30ea. 202. Cone or Cath Tip 1.15ea. 
| pocket clip. $2.00 ea. ¥2 oz. Cone Tip .40ea. 302. ConeorCathTip 1.40ea. 
1 02. Cone Tip 0ea. 407z.ConeorCathTip 1.45ea. 
$6.50 per doz. 


Malte Oral, Stubby & Rectal 
60 ea. 
| Thermometer Cases $2.50 doz. 
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MENDA 


Labels Sets Included 


AUTOMATIC VA set of decal (transfer) labels is 
DISPENSERS jpeludes with pach stoinless steel 
" ss | dispenser. Titles read: ALCO- 
~ WENDA STAINLESS STEEL DISPENSERS es é HOL, BORIC SOL., ACETONE, 
PRECISION INSTRUMENTS IN EVERY RESPECT * # TRI-MERCRESIN, ETHER, EU- 


GENOL, TRI-METAPHEN, TRI- 
MERTHIOLATE, 5% PHENOI., 
MERCUROCHROME, BEN- 


Gives the right amount of alcohol aute- ZINE, TR-ZEPHIRAN. 
matically. Eight ounce amber phorme- 
ceutical plastic bottle, with spill proof 
Vinylite pump” unit. Metal parts arf 
staintess steel. 

$2.50 ea. 


LIQUID DISPENSER 
Same as above but has standard type 
pump unit and is available in 3 sepa 
fate labels as shown. 


1.50 ea. ——» 


We. G11, 2 ez We. ea 4a 
fi it inear 
rosted flint sateen 


glass bottle meiaita ies 
We. 612, 4 bottle dl 
$3.25 amber mem po bottle $3.35 linear pohyentjene bottle 


BARD PARKER TRANSFER FORCEP 


For the aseptic transportation of instru- 
ments and supplies to the operating 
field. Readily picks up any instrument 
from the-smallest suture ne to a heo- 
vy retractor. Stainless forceps is pro- 


tected from contamination by movable 

Sh ee font) UTILITY AND 
Cat.No. Description rice Each Sol 

8006 With gloss jor 27.00 "iq SUPPLY JARS 
800S With stainless jar 29.00 ” 


Set of 5 jars labeled, 7""x4¥%s"", SS covers, per set 13,75 


Metal covered individual jars, each. .+«+ 
Stainless steel rack for above jars, each «s++s 


SYRINGE STERILIZER 
Lerge size, to hold one 20 ce., one 10 
cc., one 5 cc., two 2 ce., one tuberculin 
syringe and 12 hypodermic 

Jar with Glass Cover and Rack........ 9.50 ea. 
AS ABOVE EXCEPT 

STAINLESS JAR AND COVER. 


Bard Parker Sterilizing ; 


B-P BLADE JAR UNITS 
Provide for suspended immer- 
sion of B-P Rib-Back bfades dur- 
ing the preoperative disinfecting 
period. Stainless steel rack with 
Solutions Fersistachiee blades may be readily removed 
A powerful instrument ae for draining. t.. 17.00 
disinfecting solution with No. 1450 Jar, complete unit. . 
both bactericidal and spor- 


icidal potency. Especially . 9 «INSTRUMENT 
ended for operating B 2 CONTAINER 


room use. Non-corrosive. 
Chiorophenyl i 
This is effective in the Instrument Container, 
rapid destruction of path- complete 12.75 
ogenic vegetative bacteria 


and therefore valuable Container only ‘7.50 

where instruments re re- JARS—UTILITY Stainless Steel Cover 3.56 

clita Nene vena with metal covers Stainless Steel Tray 4,15 
Hallmide 3x3 1,50 ec. 15,00 doz. Stainless Steel Handle 90 

A concentrate—1 oz. mixed with 1 gal. 4x4 2.00 ea. 20,00 doz. Rubber Gasket 1.75 


5x5 2.75ea. 27.50 doz 


water makes a gallon of non corrosive 2 
6x6 3.25ea 32,50 doz. 


solution. 
Formaldehyde 
Chlorophenol 


Halimide—4 
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____ STAINLESS STEEL WARE —REGULAR STOCK 


VOLLRATH & POLAR'S 
WASH BASINS CATHETER TRAYS 
Meavy Gauge with covers 
8-5/8 x 3% x 1-3/8 
- 5.40 | 
12% x 3%, 3% qt. 5.20 17-1/8 x 44% x 2% 9.75 


OINTMENT JARS 
WITH STRAP HANDLE 
COVER 
13% 3%, 4% qt. 6.00 __ INSTRUMENT TRAYS 
9x5x2 5.75 10x6%x2" 6.75 
12% x 7-5/8 x 2-1/8 9.50 


No.72 
Cap.(qt.) Diam. Ht. 

“ 3%" 2%" 
3.00 each 


Also available 
with injectainer insert 
f or Hypo Needles 


PUS BASINS 
7.75 complete 


FORCEP JARS 


6x 34x 1,90 8” x2 
8Y2 x 3%, 1% 2.10 yet _ 
thx xr 225 te gy AUTQSLAVABLE PLAsTC 

x 54x™% 4,10 STAINLESS ee a | 
SPONGE BOWLS 
HH Very Heavy Gauge 
BLUE NYLON 4ye" x 2" 

PUS BASINS 5” x 2%" PITCHERS 
5%" x 2%" Graduated Measures 


; 642" x 3” 
8"— 90 ea. 10.00 doz. 


10”—1.00 ea. 11.00 doz, 


_ STAINLESS DRESSING JARS 
HEAVY GAUGE 
No. Cap. (qt.) = Diam. Hit. 


STAINLESS INSTRUMENT TRAYS 


No. Length Width Depth 00 % Ap" ts 
13 132” 9%" 5/"" 3.50 01 1 oe sae too 
15 15%" 10%" = %" = 4.70 eo a) ae Ge Sie 
17 17%" 11%" +5.80 oO Se 10.08 
19 «19" 12%” "7.70 06 6 ny 3” 10.50 
P os 8 8%" 10” 14.80 


STAINLESS STEEL WARE 


H32 — Solution Bowls, 5-7/8 qt. 12M x4-3/8 
Solution Bowls, 7 qts, 13-5/8 x 4-5/8 7.90 

8% qt., 14% x 44 : 9.20 
Solution Pitchers, Covered, 1 Qt. 8.20 


1-7/8 qt. . 
Water or Solution Pitcher, 2 qt. m aelas 
Syringe Sterlizer, 54 x 4 x 1-1/8 1.50 No, A71 — 1 Quart 
Tumblers —7 oz. .90 12 oz. 1.24 Size 7” x 2%" 
Thermometer Jar — 5°5/16 x 4x 1-1/8 ea. 2.20 DISH $1.50 ea 
~ lodine Cups, 6 oz. capacity 1.10 THEY STACK = ae 
Medicine Cup, 2 oz. araduated 1.00 PERFECTLY 


No. A72—2 Quarts 
Size 9%" x 2%” 
P $1.50 ea. 
HEAVY DUTY bas No. B71, — 12 Ounces 


No. A75 — % @t. No. A73 — 3 Quarts Size 5" x14" 
Size 5%" x 2” Size 10%” x 3” VERY HEAVY GAUGE METAL 


90¢ ea. $2.10 ec. 
$2.10 0a. eo $1.90 00 


HEAVY DUTY 
No. A 62 — 
2% Qts. 


Size: 8%" x 2%" 


ARISTA SURGICAL CO. 


67 LEXINGTON, AVENUE 
NEW YORK, N.Y. 10010 
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UNIFORMS 


FINEST IN THE FIELD 


OFFICE 


MELROSE 


Hard to beat for all-around value in a 
scrub jacket. Exceptionally long-wearing, 
carefully tailored and reinforced. 


SIZES: SMALL, MEDIUM, LARGE, EX. LARGE 
908 -White Sanf. Hospital Linene 2.30 
909) —Jade Green Sanf. Hospital Linene 2.40 
909M -Misty Green Sanf. Hospital Linene 3.00 


Belt is stitched down, pear! buttons are 
sewed on. A traditional design, handsome 
and long wearing. 

SIZES: 32 to 48 

900 —White Sanf. Hospital Linene 4.15 
901) —Jade Green Sanf. Hospital Linene 4.35 


901M —Misty Green Sanf. Hospital Linene 4.35 


Functional, rugged, good-looking, and 
easy to wear. Popular with staff and laun- 


drymen alike. 
SIZES: SMALL, MEDIUM, LARGE, EX. LARGE 


912 —White Sanf. Hospital Linene 3.00 
913) —Jade Green Sanf. Hospital Linene 3.15 
913M—Misty Green Sanf. Hospital Linene 3.15 


‘| The traditional military collar model 
finely made with a pinch back for 
roominess and appearance. Stainless 
steel snap fasteners. 

Sizes: Regulars from 32 to 48 


175—White Sanf. Hospital Linene 


This full 46”-long coat features a nat- | Similar to Style 165 except that the pinch Durably stitched, reinforced, and bar- 
ural shoulder line and casual drape | back has been added for style and com- | tacked for long and handsome wear. Extra 
for fine styling and comfort. Side | fort. When ordering specify snaps, sewed- | large instrument pockets. When ordering, 
vents for access to trouser pockets. | on or knot buttons. specify snaps, sewed-on or knot buttons. 
Style 250 and 251 have detachable | sizes: REGULARS. FROM 32 TO 48 SIZES: REGULARS FROM 32 TO 48 


buttons; all others sewed-on. 169-White Sanf. Hospital Linene 165—White Snf. Hospital Linene 


Sizes: Regular from 32 to 48 h $5.85 each 
‘50 each $4.15 eac 

250—White Sanf. 8-0z. Twill ain 166 -White 100% Dacron (Snaps Only) | 174—White 100% Dacron 

, 7.50.each “$6.00 each | $9.00 each 
251—White Sanf. 8-07. 

a CROSSTEX DENTAL BIBS WITH VELCRO TABS 
; +30 each REVERSIBLE GOWN (#26))- 

252—White Sanf. Hospital Linene wee nee aes, ee To accomodate profess ional towels 


7.05 each 


HUCK TOWELS (#855,#893) -Made 
of double thread, long-wearing ab- 
sorbent fabric. 14’'x20"? and 187’ 


Small, Medium, Large. 39° 
long. $5.45 ca 
#261 (Green Color) 
261 (Green CAL 
WHILE STOCKS LAST 
$4.00 ec. $45.00 doz. 


3 paper lengths in colors: 
White, Blue or Green 
Sizes: 27” x 30” 1.40 ea. 3 for 3.65 


36°. 
#855—Sold in doz. units $6.00 doz. 
#893—Sold in doz. units 9,75.doz. 


Sizes: 27” x 40” 1.80 ea. 3 for 4.75 


All Merchandise listed 
and may be 


3 for 5.50 


Sizes: 36’’ x 54’’ 2,20 ea. 
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Cat. No. 354 (19108) SWIVEL SAFELIGHT 
To provide direct illumination, Is supported 
by o sturdy.wall mounting bracket into which 
the swivel socket of lamp fits... can be 
rotated or tilted. Complete with a 6W filter, 
cord and plug. Approximate shipping weight 


5 lbs. 


Cat. No. 352 (19109) SOCKET SAFELIGHT 
(not ill.) same as above with threaded 
connection. Attaches to drop cord or wall 
receptacle, Approximate shipping weight 3 Ibs. 


Made of Heavy gauge stainless steel, 


the Multiple Mount Rack holds 3-14 
window dental film mounts for view- 
ing on a conventional 14x17 illuminator, 


| 


MULTIPLE MOUNT R 
(CAT. NO. 455) 


X-RAY LEAD 


PROTECTIVE MOLDED GLOVE 


MFG. PICKER 


$14.50 per pair 


DENTAL MOUNTS 


40 


WOLF X-Ray 


Also avaiable for “ 


Price Per 100 


Film 


ACK 


WOLF X-RAY SUPPLIES 


DARKROOM SAFELIGHTS 


$13.20 


outlet. 


$10.50 


$24.00 


$12.80 


SLIM-LINE 


lamp is 


Cat. No. 353... 3” 


The #353 CIRCULAR darkroom lamp 
shown above is firmly constructed of 
spun aluminum. Furnished with a ruby 
leal where a low cost 
desired and 
screwed into any existing wall or ce’ 


Approximate shipping weight 2 Ibs. 


ILLUMINATOR NO. 21731 
Stainless — Magic Grip 

film retainer designed 

for desk or wall hanging. 


List $250 Our Price $15. 00 


6 or more 10,00 


Price Per 100 


$18.40 


THE CIRCULAR 


WOLF DENTAL FILM DRYER 
-+. designed expressly for the dental profession 
Dries films nearly four times faster than in air 
... holds four 16-film dental hangers at a time 
or 2 dental hangers and one 8”x10" extra-oral 
film or two 8”’x10"s. = -+.can be 
placed on desk table or mounted on wall. 
Comes in strong steel cabinet with gold ham- 
mertone finish, chrome-plated grilles, gloss 
white enamel interior. Size 2756” high x 15” 
wide x 75” deep (at base). 49.20 


$6.85 


ECONOMY ILLUMINATOR 
Magic Grip No Clips 


Two 15 watt Fluorescent 14” 

x 17” select quality opal 
glass viewing surface. Sturdy 
and compact, the Economy 
Illuminator can be mounted 
on desk or wall. 

Dimensions: Silvergray - 
15%” x 18%” x 47%" 


ILLUMINATOR NO. 322 
Magic Grip* film retainer designed 
for desk or wall hanging and parti- 
cularly recessed for in-the-wall 
mounting. + (8-5/8"' x 14’’ plexi- 
glass viewing area.) 

Satin finished Stainless Steel frame. 
16" x 12" x 3%". 


OTHER NUMBERS AVAILABLE 


38.00 


K-1-H 3.70 K-6-2V 71S 
3.70 K-7-3V 8.15 
3.90 K-8-H 9.25 
3.90 K-10-H 11.00 
4.75 K-10-2V 11.00 
4.80 K-11-2V 11.30 
4.80 K-10-6V 11.00 
6.05 K-11-3V 11.30 
6.50 K-12-4V 13.00 
6.50 K-146V 14.40 
6.05 K-16-6V 16.70 
- ee en 16.70 
05 F Lo 
6.50 K-18-46V 18.40 INTERVALS 
7.15 K-14-VVO 14.40 CLOCK TIMER 


Built in accordance 
to government speci- 
fications — 2 hours 
limit — 1 minute in- 
evel ca be heard 
at a distance of 20 $10.75 
feet. it aches high on : 
in 


ILrason 
Ue eso 


offers you advantages never before available in ultrasonics 
TEETH CLEANER 


@ Ultrason 880 features a unique solid state chasis. There are no gas filled tubes 
or other obsolete components thattend to wear or weaken. 

e The futuristic filtered circuitry of Ultrason 880 eliminates the ‘'60 Cycle Throb’’. 
Discomfort is greatly minimized. 

@ Wide range stabilized tuning with drift control ... just tune the unit to the desired 
range and complete the prophylaxis without concern of any drift from original setting. 

@ Whisper quiet operation — without hiss, squeal, whine, or screech, so quiet in fact, you 
hardly hear the 880 unit until the tip touches the tooth. 

Beautifully designed cabinet, smaller in size, lighter in weight, compact and easy to use in 

any room with any type of equipment. 


SEND FOR SPECIAL PRICE 
———— 


tee! tips, of finest quality . For complete versatility, all 


The Ultrason 880 comes complete with 3 sterilizable stainless s 
| -claved again and again and again. 


tips are easily interchangeable in a matter of seconds. They can be readily auto 


the Ultrason 880 unit features a sturdy collapsible handle on top of unit. When not in use, this handle lies 
being used as a utility carrying device. Bs : 
Send for Special Price 


LAWTON 
PENLIGHT 
CAUTERY 


This cautery is beautifully 
balanced and easy to use. Two 
inexpensive penlight dry cells 
provide an instantaneous hot tip 
for immediate cautery. The 
platinum tip is delicate enough for, 
fninute appligations, yet quite 
rugged. Recommended for any 
application requiring controlled: 
pin-point cauterization. 


For complete ease of handling, > 
flat on the top surface and is unobtrusive in appearance when not 


12 PREPARED SLIDES 
of insect organs, pollen 
& spores and small ani- 


4 TURRET 600X-25X RESEARCH MICROSCOPE 
: malt $2.25 per box 


4 Lens Rotating Turret! Rack and Pinion Focusing! 
5-Stop Light Control! 
Premium full size. imported professional microscope, same 
type used in university and research labs. Full 11 inches high, 
3 ocular lenses (5X, 10X, 15X) combine with 4 objective lenses 
(5X, 10X, 20X, 40X) on click-stop turret to yield 12 magnifica- 
tions from 600X to 25X. Achromatic lenses are precision- 
ground and polished. Lens mount and a tilt full 90° Flat 
and concave mirrors, illumination can “stopped-down™ 
with 6-hole, sub-stage light control adjustment. Black satin 
finish, metal construction. Complete with carrying case and 
specimen slides. $40.00 value, .......... Our Price $39.50 


72 PLAIN SLIDES 


$1.00 per box 


SUBSTAGE LAMP gives 
portable illumination for 


microscope $5.00 


PROFESSIONAL TYPE 

#ARS7 
: MONOCULAR, MICROSCOPE 

Dual fine and coarse adjustment 4X-10X -40X Objectives 

(achromatic wide field - 10X - Eye Piece 

ABBE CONDENSOR IN SPIRAL MOUNT 

4%'" square plain stage with slide clips Complete 

in fitted wooden case. 
@ No Distortion © Parfocal 

Excellent for blood counts, urine and fecal exam. 


Arista Special Price — $105.00 
#ARS57S with mechanical stage as illustrated 
Same as above, except equipped with mech, stage. 


NOW $135.00 


Unit may be autoclaved (remove batteries first). 
1451 LAWTON PENLIGHT CAUTERY 

Complete with battery handle and 

platinum tip, in carrying case ........ $29.50 


NEW automatic amalgam condenser 


RAND AMALPAK - a new precision Amalgam Condensor. It’s smooth, accurate and 
rhythmic action produces denser and more lustrous amalgams. Saves valuable chair 


time. Rand Amlpak attaches to any straight handpiece. 


THE 
‘ARISTOCRAT’ 


RAND AMAL-PAK come in “hs 

attractive, serviceable wooden ° ee ae : 
box with plastic holder for the n =~ 
14 Points. f did 


Te eae: 


Stainless steel background with 
bronze Caduceus and letters give 
an impressive effect. Complete 
with bracket and bolt for license 
plate attachment. Size: 5” x 4". 


$29. 50 


A. — M.D. + F, — D.O. 

B.—R.N. and Cross G. —D.P. 

Cc. — D.V.M H. —D.D.S.. 
: : D. — M.T. J. —C.D. 

E. — D.H. 


14 Points are included with the RAND AMAL-PAK 
41 


e Adjustable from 31’’ to 50’. 


301-S Mayo table — All Stainless Construction 
$88.00 


ARISTA ADD-A-TRAY 
to mest 
mer ety 
kien 
Attach this to yar ane - 


tubular portions of we 3 


Mfg. VOLLRATH 


This 


STAINLESS STEEL 


MAYO TABLE #1319 


e Designed to be used under low clearance units. 


e 13’'x 19"! removable stainless steel tray. 


e Ball-bearing swivel casters provide easy maneuverability, 


e Static-free due to contact of metal base with floor. 


e Triple chrome plated steel construction throughout. 


$29.50 


$10.75 each — 3 for $29.50 


rating, ex: or 

tables. A must for every busy office. 
Stainless Stee! Tray — 1134” long x 7%” wide. 
Bracket adjusts from %4” to 134” by two wing thumb screws. 


 LARESIDE 


Stainless Steel 
Utility Carts 


Quality features, construction and 
materials characterize every Lake- 
side utility cart. Satiny stainless 
steel finish is easy to clean; stays 
bright. Casters of special design 
and exacting tolerances guarantee 
smooth,silent handling. Reinforced 
at all points of stress to provide 
years of dependable service. 


Model 311 


Shelf Size 15% x 24 
Carrying Cap. 200 Ibs. 


Price $39.95 


Ls-1 


seat adjusts from 25” to 31” high. 


LSB- 


Packed 1 per ctn (KD) — \s Ibs. 


‘STAND 


Tubes are heavy, high 
stret aluminum al- 
toy. Will not rust, 


eesy to clean. 


ed on cast base with 


swivel casters. 


#252 igi ta a te 
"21.50 


REVOLVING ADJUSTABLE STOOL 
= 27.75 S—1.. 

Polished chrome plated adiustable 
stool. Heavy 16 gauge, %” Steel 
tubular frame. Screw-tyoe adiusting 
mechanism permits seat adjustments 
from 18” to 24” high. 144” soft’ 
rubber. swivel casters. Seat — 13” 
x 3” thick, padded with rubberized 


ae SB-] 40.00 
— it 
awith: padded ex 


REVOLVING LABORATORY STOOL 
~ Same construction features gs S—1 except 


$38.00 
1— Same as SB—] except with padded back. 


LS-1 $51.00 


INSTRUMENT 
STAND. 


‘Mount- 


24,00 
ad 


e Center-post construction allows for maximum 
stability with maximum mobility. 


e 14’’x 18” remevable tray. 


e Highly mebile on ball-bearing tripod caster base. 


e Adjustable from 34’’ to 43”’. 


e Attractively finished in chrome steel. 


$28.95 


HIGHWAY EMERGENCY KIT 


Se eS 
WITH LIFE-TIME FLAT-TIRE & FIRE PROTECTION GUARANTEE 
“EXTRA SPARE” TIRE % 
REPAIR with a Lifetime Flat 
Tire Guarantee, seals puncture 
while it inflates the tire. 
STERILIZED FIRST AID KIT 
is a prime necessity for every 
cat. 

FIRE CHIEF MAGIC FIRE 
EXTINGUISHER. This hand- 
some 22 karat gold-plated fire 
extinguisher shoots an eight 
foot spray! 

MAGNETIC POLICE-STYLE 
FLASHER. This American 
manufactured award-winning 
flasher signals traffic for 
miles. a 


COMPLETE KIT 


$ge 


| 


PATTERSON PAR SPEED SCREENS 


ay ae . 6.05 pre Featherweight 0.25mm. appr. unlined 21 17.35 : — 
6% x 8h 9.40 pre Featherweight 0.25mm. appr. lined 1 side 21A 21,50 FERRANIA X-RAY FILM Screen Type 

Bx 10.0. 17.80 pre Featherweight 025mm. appr. lined 2 sides 218 24,00 Sizes Quantity Price 
10 x 12 .. 26,50 pre Lightweight .35mm. appr. unlined 22 20.45 14x 36 25 39. 45 

hos F 4 34,20 pr. Lightweight :35mm. appr. lined, 1 side 22A 24.00 - 
14x17 ets 752.95 ne Lightweight 35mm. appr.. lined 2 sides 22B 28.60 14x17 75 54.90 
a ene Middleweight 0.5mm. appr. unlined 23 24,00 14x17 25 18,90 
Add 10% for HI-SPEED PATTERSON Middleweight 0.5mm. appr. lined 1 side 23a 27.50 11x14 75 35.95 
SCREENS Middleweight O5mm. appr. lined 2 sides 238 34.75 10x 12 75 28. 30 
See 10x12 25 9.75 
X-RITE RADIO OPAQUE LABEL TAPE Label Preparation — Inscription may be 8x10 75 19,40 
for ‘ accomplished in several ways: - BS = bale 

x E 


X-RAY IDENTIFICATION 


NO HAND SET LEAD LETTERS — NO 
DARKROOM PRINTING. 


equivalent) type in stencil position, so: 10x 12 25 16.65 
Just type or write full name and facts on type does not strike ribbon. Type face 8x10 25 11.50 
label (small piece of X-Rite Tape) and should be clean. 5x 7 25 5.05 
expose with subject for permanent C. Label can be imprinted with an - 
identification. addressograph type of plate, without WOLF X-Ray Supplies 


Specifications — 


Holder Blocker Technique: 


WOLF X-RAY EQUIPMENT 


FILM CASSETTE — 5" x 7” 


PRICE 39x00. 
Manufactured by HALSEY 
~ BUCK & WOLF 
Stainless Steel Construction 
Complete with Intensifying Screen. 
Alse Extra High Speed $13.50 ea. 


X-RAY APRON CONVENTIONAL WOLF 


A. Print with ball point pen or scriber, 
using firm, constant pressure, over a 
hard surface. 

B. Use a typewriter with pica (or 


the ink ribbon. 
D. After inscription, to remove back- 
ing paper, fold down any corner of 


5x7 
F 6Y, x BY 
A Surplus Special eae 
$10.50 Each 10 x 12 
11x14. 
usr 14x 17. 


CASSETTES, STANDARD MAGNESIUM FRONT 
STAINLESS STEEL 
With intensifying Screen 


# 600 19-85 
601 26.60 
602 36.80 
603 48.25 
604 58.95 
605 79.00 


Calipers, Aluminum, 
Inches & Centimeters 


4.40 e9. 
BITE WING LOOPS — Adult and Child Size. 


Packaged in clear plastic box and each box in 
its own shipping carton. 


1 Box (500) _ 


SIMPLEX NON- SCREEN 


IN INDIVIDUAL ENVELOPE 


HANGERS-DEVELOPING-MEDICAL 
FILM-STAINLESS STEEL 


X-RITE Tape is 2’’ wide with a radio- label and release. Plastic will pop up 5x7in. #210 4.00 
opaque strip within its borders, 13/16” for easy separation. 6% x 8% i Ane vie 
wide. The tape is provided with Label can be reused for entire patient ae . 
Pressure sensitive adhesive on a series. 8x 10 in. 212 4.00 
strippable, protective backing, for Prices 10 x 12 in. 213 4.00 
quick attachment to the holder or ‘ ‘ fete 11 x 14 in. 214 4.00 
assette. 25 ft. rolls .. (approx. 150 patients) » $12,00 ea. cy . i 
‘ 50 ft. rolls «. (approx. 300 patients) « $22,00ea Ae a 215 4.00 


100 ft. rolls .. (approx. 600 patients) « $42.00ea. 


X-RITE Holder Blockers: 


1-3 Units $2.75 each 
4-11 Units 2.50 each 
12 or more 2.25 each 


The Holder- Blocke? 14’’x34 '. has a 
Permanent radio-opaque inscription, 
which is exposed on the film, detail- 
ing user’s name, address, etc., alon 
the top:and bottom margins. The wide 
label margin fastens Holder-Blotker 
to cassette, even in a vertical posi- 
tion. 


Be Sure, To Specify Desired Inscription 
For Holder Blocker(s) / 


FINEST ARISTA ALLOYS AVAILABLE AT LOWEST PRICE! 


ARISTA AL'OY PELLETS 
10 Plus 1 oz. FREE Package 
80 PELLETS PER 02. 
6 grains per pellet 


ARISTA ALLOY 
re foe eine Alley 10 plus.) ox. 


Fine or regular cut... 32.80 
72% ARISTA Filling Alley 


Fine or regular cut 34.70 68% MICRO CUT —*34,00 
MON-ZING 72% Filling Alley 
Fine or ‘regular cut 34.70 72% MICRO CUT 


Zinc or now-zinc — 35.65 
PRICES SUBJECT TO CHANGE’ 


MICRO FINE Cut Ultra Bread = 35,30) 


Enamel 3,80 


IDENT-O-TAPE — For Autoclavable 
color coding of Instruments. ~ 
Colors: White, black, blue, yellow, 
red, green, aqua and orange. 
Set of 8 $4.25 ea. Individual co brs$1.35 ea 


HAND CORNER CUTTER 820C 4.00 


DRYING RACK 
12 Hangar Capacity 


Stainless 5.25 


MERCURY 
CHEMICALLY PURE 
In. 1 tb, Packages 
Certified to meet ADA Spec. 
Wo. 6 Complies with Fed- 
eral Specification. Complies 
with A.C.S, Specification. Is 
supplied in glass 
Due to fluctuating market, 
pice quotations upon 
request. 
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GAUZE - BANDAGES - ADHESIVE PLASTER - SPONGES 


JOHNSON & JOHNSON, BAYS (PARKE-DAVIS) 
REGULAR — FRESH STOCKS 


——— Eee 


EXOTIC...SOOTHING...COLORFUL! 


J.J. NU-GAUZE Packing Strips, Selvage edge 
Plain Sterile in bottles 


ARR 


CLEVELAND BURTON LIGHTS 


s 
completely absorbed without untoward 
reaction. | fabric strip per viol. 


*RENE' SUPER POWER LIGHTS (W/12" REFLECTORS) 


*200 Floor Stand, W/Casters 
210 Single Head, Ceiling Mount 
215 Double Head, Ceiling Mount 
220 Extended Arm, Wall Mount 
225 Standard Arm, Wall Mount 


SPRAY BANDAGE with antibiotic neo- 
mycin. Here's your first aid kit in one 
package. Contains over 200 spray 


Here is the lite that is taking the world by storm. 
The first truly new idea in decorative lighting in years. 
Continuously moving, ever-changing, it’s the 

action lite that captivates everyone. 

Fascinating, intriguing, dreamy, irresistible . . 

LAVA LITE sells on sight wherever shown 
Americas’ newest, most glamorous decorative LITE for: 
HOME e OFFICE e RECEPTION ROOMS 
SMART DECORATOR COLORS... 
LAVA LITE is available in 5 decorator Lava base and liquid 
combinations to complement any decor: Model 101 — red base 
with fluorescent green liquid: Model 102 — orange base with 
yellow liquid; Model1103 — green base with blue liquid; 
Model 104 — yellow base with blue grren liquid; Model 106 


applications for the protection and One Pound Rolls — Interleaved with paper, wrapped 


prevention of infection in minor 
minor cuts, abrasions and 
lacerations. Our Price 


Non Sterile Very high grade 
25 Ibs. to carton 


floating arm. 5000 
Footcandles, color 


ABSORBENT COTTON, 
STERILE 1 Ib. Packages . 


J& J DENTAL ROLLS-Sterile 


1730 Extended wall model 116.00 
1700 with floorstand 


qtensor ww: 


JOHNSON & JOHNSON 
DERMICEL SURGICAL 
TAPE 
Hypo-Reactive 


A special purpose tape for 

patients with unusual 

tivity to normal adh ol 

The porous single ingredient 
high rate of vapor trans 

permitting the skin to breathe, 

X-ray transparent. 6 rolls per 


cose. 


Price 

Width Size Per Roll 
4" 6"*x10yds. $3.60 
VY —6"x10yds. 3.60 
bi 6x yds. 3.60 


JOHNSON & JOHNSON 
BAND-AID CLEAR TAPE 


A_ perforated clear tape ‘that 
allows the skin to breathaTears 
cleanly. H. ‘ations which 


tions are gov 
enough to allow 


with lowest degree of reactivity. 
12 rolls per case. 


Price 
Width Size Per Roll 

yr 12"*xSyds. $3.89 
T/e = 12""*x yds. 3.89 


ma" 12"xSyds. 3.89 
1 Roll — Assorted Cuts — Consists Of 


—red base with clear liquid. 


Oe cenit 
ES, GAUZE, PLAIN 


-y--------==- 


(100 to package.) 


ELASTIC BANDAGES 


All cotton or rubberized in 
white or flesh color, Made 
by a famous manufacturer, 
each bondage is complete with 2 metal clips. 


THE CONSORT (1000) percase 
5.00 8M — 36.96 


10.00 4M — 35.40 


3 Position - Hi-Lo-Off Switch THE PRINCESS 


Size: Folded, 24''x2\4'"x10"" are extends to 15" 
Neutral gray wrinkle finish, heavy tip-proof 


Sleek, modern styling with 


a truly masculine flavor... . A dramatic new styling 


concept. Use singly in 


perfect for the study or den, 


|base, Throws a concentrated light of 115 foot halls or foyers, use in 4x 4’’ 8 ply 1.50 12.50 4M — 42.67 


Bandages are porous, cool and comfortable, 


so right for the executive pairs for smart new wall 


candles at 12” on Hi-55 foot candles on Lo; 


with unrivaled elasticity. Ideal for varicose veins, 


29.50 2M — 51.25 


suite. Handsome walnut 


equivalent to 200 watt conventional desk lamp. treatments. Walnut 


base, satin finished cup edemos, sprains, strains, etc. 
and cap. Overall height 


134'', 5'' square base. 


sconce is 14"’ overall, 
globe unit 1114” high. 


Uses No, 1133 bulb which has life of approx. 
55 hours on Hi, 500 hours on Lo. 


PADS, GAUZE-STERILE 
20/12 gauze, folded so there are no exposed 
cut edges, each in glassine envelope, sealed 
and sterilized. 
2" x2" - 12 ply 
3"’ x 3’ — 12 ply 
4'"'x 4" — 12 ply 


100 to the tox. 


PRINCESS MODEL $10.75 ea. 


HI-IMPACT, colored plastic base-Ar ms & reflector 
base finished aluminum. Size: Folded 214"’ x 4" x 
10’" — Arm extends to 16’' throws a concentrated 
light of 45 foot candles 12 inches—Equivalent to the 
light of a 100 watt conventional dark lamp. Uses 


PROFESSIONAL 
Made with MASSLINN* 
non-woven fabric, 


SPONGES, ZOBEC* 


Filmated with Surgical Viscose Rayon and Cellulose 18” x 134%"—500 ’s . 


4 ply facial-tissue paper, 
18” x 13%"—AbsorbeAt 500’s Box Case 


Soft, diffused light 
to complement the 


MEDICAL FIGURES 
IN CARICATURE: 

Beautifully hand-painted 
re, 544” 


SIGNALOC* Autoclave Tape 


Rolls Each Case 


provoking “‘LAVA 
LITE” action. The 
thoughtful touch for 
child’s bedroom or 


BARRIER* Towel/Drape 


Sterile, 35 in tray, 


204 43.68 
a8: 108 # 8 trays per cage 


high, mounted. 
Give your professional 
36 1.31 42,12 


friends a cute caricature 
they'll enjoy for years. 
Makes a remembered 
for home or office. When 
ordering indicate the pro- 


Square walnut base. 


Sizes may be combined for price. 


© Pharmacist 3 for $12.00 
© Oculist ; 
e Ear, Nose & Throat Specialist 


= === — eS Se es SS eS 


All Merchandise listed is on display at our 
New York store and may be inspected and 


ARISTA SURGICAL CO. 


67 LEXINGTON AVENUE 
NEW YORK 10°N. Y. 


TELESCOPIC ARM EXTENDS A FULL 16 INCHES ! 
STANDS ONLY 6 INCHES HIGH WHEN FOLDED! 
CONVENIENT HI-LO LIGHTING! 


Hundreds of top values on Display. 


‘Jee 


ADHESIVE BANDAGES BAND-AID” BRAND 


Each in envelope STERILE 
PLASTIC BANDAGES 
STRIPS 
874? 9 B= NODio box) <4 rag sas 1.25 
Tass W0lto boxisac ccc ccas 1.35 
Extra Large 2’’ x 44'' — 50 to box... 2.37 
PATCHES 

1h" x 1h’ — 100 to box. . 2... box 1.35 
SPOTS 
7/8" dia. — 100 to box ......- box 


CLOTH STRIPS—White 
-3/4"' x 3"’ Strips,Wtpf., PP—100 to box 


1” x 3” Strips, Wtpf., PP—100 to box box .85 


BAND-AID Brand BUTTERFLY CLOSURE 
Waterproof 

A closure for small wounds — Sterile 
Small, %4 x 14’’, 100 in box... . box 
Medium, 1-13/16"’ x 3/8’’, 100 in box 
Large, 234’’ x 4", 100 in box... box 


SUTURES — CATGUT, SILK, NYLON, WIRE 
SENT SUBJECT TO YOUR eee 


SPECIAL on SILK, NYLON & CATGUT SUTURES 


DENTAL ORDER BLANK 


Regular Stock with Cutting or 
CURITY AND Taper Point Needles 


Arista Surgical Company 
67 LEXINGTON AVENUE 


New York, N. Y. 10010 
Area Code 212 — ORegon 9-3694 


STORE HOURS MEMBER ETHICON 
8:30 A.M. to 5:30 P.M. e . 
MON. thru FRIDAY 
SATURDAY 8:30 A.M. to 1 P.M. 


SILK—BLACK BRAIDED 
White 25 Yards—Serum Proof 


ad rds D&G Sizes 7-0, 6-0, 5-0, 4-0,0,1,2,3 
ae is owairaiert #80, Siar Grleghates 


Eee 
Sizes 3-0,00, $1.75 ea.—$18.00 doz. 


Please ship the following order: Date 


QUANTITY 


DESCRIPTION an 5-0, 4-0, 3-0, 00, O partes a ienuedecs 


Siz 
Available in Black Braided Silk or Nylon 


so Ss 
megan onesuuaa | $5.95 


Sizes 5-0, 4-0, 3-0, 00, 0, “i . L 

OR GASTRO INTESTINAL SUTURES 
With needles excess 27'’ with cutting or taper 
point needles. 6.95 per dozen 


SILK—BLACK BRAIDED 


Sizes 6-0, 5-0, 4-0, 2,3 


Please Hote: SOLD. OUT, ON, i “ hous 


* Excess 54” Sizes 3-0, 00, 0 


$2.50 Spool—$27.00 Doz. 
Sizes 3-0, 2-0, 0, 1 


Chromic Catgut 


EMERGENCY SUTURES 
Ethicon and Davis & Geck 
Excess 18” with needles 


Plain 0, 1, 2. Chromic 0, 1, 2 
$2.00 doz.—$21.00 gross 


CAN SUPPLY AS AN ALTERNATE $3.95 Spool 
(Mfg. Davis & Geck) excess 27” 
with curved needle — size 0 
(slightly thicker than size 00) 
or with straight atraumatic needle attached in size 00, 0 


Our Special Low Price. $3.00 per Doz $33.00 per Gross 


or Non-Boilable Plain Catgut 54° Mie 
Sizes 5-0, 4-0, 3-0, 00,0, 1,2 
$2.50 per Dozen $27.00 per Gross 


—* CAN SUPPLY mg + AN ALTERNATE 


NYLON—BLACK BRAIDED 
Serum Proof—25 Yard Spools 


Mfg. Davis & Geck Ethicon Champion 
Sizes 6-0, 5-0, 4-0, 3-0, 0, 1, 2, 3 


$.50 Spool—$5.00 Doz. 


STAINLESS SUTURE 0 or BONE WIRE 
Sizes 18, 20, 22, 24, 26, 
28, 30, 32, 34, 36, 38, 40 
1 oz. spools, $1.25 
STANDARD 4 oz. spools, $4.00 
BOILABLE PLAIN $1.50perDozen pranps [— ea 


DAVIS & GECK 
CATGUT—54° $15.00 per Gross J" ||TONsIL suRGICAL CATGUT 
2K STILL AVAILABLE — Chromic Catgut 54° GUT suTURES =| #1445 #1405 


Plain, non-boilable Chromic Plain 
or boilable types 27" | 5-0 5-0 Excess 54” 


ith atramatic i 
eedlat,Sizesi5°0; - Non Boilable 
143-0 


Sizes 5-0, 4-0, 1, 2, 3, (Davis & Geck) 


KINDLY USE YOUR LETTERHEAD IF ADDITIONAL SPACE IS REQUIRED $3.00 per Dozen $33.00 per Gross 


TERMS SUTURE SCISSORS 2 0 3.00 doz. 
Oo 2% Cash Discount with SHIP ORDER TO: A new idea in suture scissors. It cuts stitches | 3 ] 33.00 gross 
Prepayment of Mail Order Only quickly and easily from above. It's strong-ser- 2 sa 


srated jaws are specially designed to cut bone 
tire. ” 

Stainless steel 434”, angled $4.25 ea. Se Ae uae ne dee 54 ; 
DERMALON or SILK SUTURES Non Beilable & Boilable 200 


S) 


{_] Net 10 days Name 


(1) Ship c.0.. 


(PLEASE PRINT) 


Add all N.Y.C., County 


& State Taxes where applicable City ia one __ Stats IN MANUFACTURERS-— ___. 

Prices f.0.b. shipping point ee Ethicon - Ohio Chemical Co. _[ CLOSEOUT 
Orders processed same day as received Black Braided or Twisted Bauer & Black - Armour - Curity’ Borer on 
Minimum Shipping Order $10.00 Ordered by herr ee CHROMIC REIS mi 

Sapinares Ye" or %” Circle Needles 5-0 a y 
, Excess 18 inch Si MANUFACTURERS 4-0 4 | 
No payment unless perfectly satisfied | siicineieae So Aa TO, 0, 1,2 LIST PRICE 1 0 1.50 doz. 
Dermalon in sizes — 6-0, 5-0, 4-0, 000, 00, 0, 1 $ doz 2 00 : 15.00 gr. 
> 3 i! 
46 $3.50 Doz.—$39.00 Gross 2 47 
—_——ler 


A SURGICAL 
COMPANY Return Requested 


67 LEXINGTON AVENUE ¢ NEW YORK, N. Y. 10010 


DENTAL INSTRUMENTS 
AND SUPPLIES 


U. S. POSTAGE 


* BULK RATE . 


PAID 


New York, N. Y. 
Permit No. 7693 | 


AT GREAT SAVINGS 
“ON APPROVAL" 
H 


Regular Merchandise 
FIRST QUALITY IMPORTED AND DOMESTIC 


Brand New! First Quality 


REGULAR MERCHANDISE — Imported from West Germany ° Stainless Steel 


BRAND NEW!—FINEST QUALITY!—SENT ON APPROVAL!— 


Dental Extracting Forceps, Rongeurs and Scissors, Box Lock — Finest Quality 
STAINLESS STEEL RONGEUR FORCEPS 


‘Self Opening Design ® Box Joints © Sharp Cutting Edge 


7%" long 
$7.50 ea. 


45° —90° 
BLUMENTHAL 
Exceptionally small jaw 


jermits easy removal of i 
iinet ine from Universal Friedman 
smallest cavities, P No. 1-A Mead No. 4- Thin Jaw 
lo. GA—End cutting blade No. 5S— Curved beaks. ; yar : 
MINt -BLUMENTHAL makes a square, clean Back of blade is relieved BANE al akaped 64""*long 54" long 5%" long 
Angled Jaws 414"" $1200 cut. Especially accessible so as not to pinch the rm $12.50 ea. $11.30 ea. $9.75 ea. 


to third molar region. finger. 


CROWN & COLLAR SCISSORS 


C) 41/8" Straight or Curved 


Chrome 1,25 ea. 12.00 doz. 
Stainless2.00 ea. 21.00 doz. 


GUM AND TISSUE | 
CUTTING SCISSORS 
Sharp or Blunt $2.50 ea. 


4%", straight or curved Stainless 


Stainless Steel — $4.50 each 
64"" 4.75 


STAINLESS STEEL 
AMALGAM CARRIER S.E. 
LEVER TYPE SPECIAL 2.00 ea. 


nical 5 


——=- . | 
|; 
14—HOWARD MILLER GUM SCISSOR | 


—# 4” straight Smooth Blades 
KELLY SCISSORS Straight 1 Blade Serrated 
Stainless Steel Curved Smooth Blades 


$4.50 ec. Curved 1 Blade Serrated 


